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    Chapter 2   

 Imaging Polarization in Budding Yeast                     

     Allison     W.     McClure    ,     Chi-Fang     Wu    ,     Sam     A.     Johnson    , and     Daniel     J.     Lew      

  Abstract 

   We describe methods for live-cell imaging of yeast cells that we have exploited to image yeast polarity 
establishment. As a rare event occurring on a fast time-scale, imaging polarization involves a trade-off 
between spatiotemporal resolution and long-term imaging without excessive phototoxicity. By synchro-
nizing cells in a way that increases resistance to photodamage, we discovered unexpected aspects of polar-
ization including transient intermediates with more than one polarity cluster, oscillatory clustering of 
polarity factors, and mobile “wandering” polarity sites.  
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1      Introduction 

 The  budding yeast     Saccharomyces cerevisiae    has served as an extraor-
dinarily tractable model system in which to develop a molecular 
understanding of cell biological phenomena. Despite its small cell size 
(diameter ~4–6 μm, volume ~40–80 fL depending on whether the 
cell is haploid or diploid [ 1 ]),  live-cell imaging   approaches have 
revealed critical features of many cell biological processes in  yeast 
cells  . Combining live-cell imaging with genetic perturbations pro-
vides a powerful strategy for elucidating the molecular design princi-
ples underlying the phenomena under investigation. Here, we provide 
detailed protocols for  imaging polarity establishment in yeast  . 

  Polarity    establishment   is central to  cell migration   and to the 
function of many differentiated cell types.  Yeast cells   polarize to 
form a  bud   during vegetative growth and to form a  mating    projec-
tion   during  conjugation  . Polarity establishment occurs in the  G1 
phase   of the  cell cycle   and is triggered by activation of  G1 cyclin/
cyclin-dependent kinase complexes   [ 2 ]. The location of  polarity   
 establishment   is infl uenced by inherited landmark proteins and 
often occurs near to the preceding  cytokinesis    site   [ 2 ]. Because 
many of the same proteins concentrate at both the cytokinesis site 
and the  polarity site  , it can be diffi cult to clearly distinguish polarity 
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establishment from the completion of the prior cytokinesis. To cir-
cumvent this issue, we often image cells in which   RSR1   , encoding 
a key transducer of spatial information from the landmarks to the 
 polarity machinery  , has been deleted. In cells lacking Rsr1, polarity 
establishment occurs at more-or-less random locations. 

 A central challenge for imaging  polarity    establishment   con-
cerns phototoxicity [ 3 ]. Because polarity establishment occurs at 
low frequency (only once per  cell cycle   or approximately once per 
100 min in rapid growth conditions), cells must be imaged for 
prolonged periods in order to detect signifi cant numbers of events, 
and imaging must be performed at high temporal resolution 
because the process itself is rapid, occurring in just 1–2 min. 
Because the location of polarity establishment cannot be accurately 
predicted, cells must also be imaged at high spatial resolution, with 
multiple  z -plane acquisition so that  polarity site  s can be detected 
wherever they occur over the cell surface. In combination, the 
requirements for prolonged imaging at high spatiotemporal reso-
lution translate to high fl uorescence excitation exposure, which 
can easily lead to unacceptable phototoxicity. To make matters 
worse, it appears that cells are more sensitive to phototoxic stress 
in G1 than they are later in the cell cycle, and imaging conditions 
that are normally considered to be “low-light” can delay or block 
polarity establishment [ 4 ]. 

 To lower the amount of light needed, we use widefi eld fl uores-
cence or  spinning disk confocal microscope  s equipped with sensi-
tive EM-CCD cameras. In addition, we image  yeast cells   on  agarose 
slabs   because these cells are less photosensitive than those imaged 
in more stressful conditions (e.g., in  microfl uidic devices  ). The 
total imaging time can be reduced by synchronizing the cells so 
that many undergo  polarity    establishment   within a short time 
interval. We tested several synchrony protocols and fortuitously 
discovered that  hydroxyurea   arrest- release   had the unanticipated 
side-benefi t of making cells more photoresistant. We speculate that 
this treatment (which strongly induces the  DNA damage response   
[ 5 ]) prepares cells to mitigate the damaging effects of light. 

 If  yeast cells   in G1 are exposed to suffi cient amounts of  mating   
 pheromone  , they arrest with low  G1 cyclin/CDK activity  , but they 
nevertheless polarize to form a  mating projection  . The  polarity    site   in 
 mating cells   is not static, but rather wanders around the cortex [ 6 ]. 
Wandering is suppressed by high doses of pheromone, and this pro-
cess probably contributes to the successful tracking of pheromone 
gradients during  chemotropism   [ 6 ]. To characterize  polarity patch 
wandering   behavior in the absence of suppression by added phero-
mone, we exploit the fact that pheromone-induced MAPK activation 
is suffi cient to trigger  cell-cycle arrest   and  polarization   but does not 
constrain wandering (pheromone constrains wandering via a separate 
pathway). Thus, artifi cial activation of the MAPK using an  artifi cial 
scaffold protein, Ste5-CTM   [ 7 ], leads to a uniform population of 
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 polarized cells   in which wandering of the polarity site is prominent. 
We induce expression of Ste5-CTM using an orthologous promoter 
system [ 8 ] to avoid affecting cell metabolism by changing the media. 

 In this chapter, we provide detailed protocols for imaging and 
quantifi cation of  polarity    establishment   and  polarity site    wandering   
in budding and  mating   yeast.  

2    Materials 

       1.    The following protocols have been developed using two  yeast 
strains  : YEF-473 [ 9 ] and BF264-15Du [ 10 ]. We expect the 
protocols to apply to other lab yeast strains, though some small 
changes especially to imaging parameters (e.g., exposure time) 
might need to be applied.   

   2.    While  Cdc42   is considered the master regulatory of  polarity  , 
we do not usually use Cdc42 fl uorescent probes because they 
are not fully functional [ 4 ]. Instead, we use Bem1- GFP   and 
Spa2- mCherry as our primary markers for the polarity patch. 
These probes are very functional and bright, making them 
ideal for live cell microscopy.      

    For live cell imaging, grow cells and prepare samples with  complete 
synthetic medium   ( CSM  ).  YEP   medium is not recommended 
because it is auto-fl uorescent, leading to high background fl uores-
cence intensity.

    1.     Complete synthetic medium (CSM)  : Add 950 ml deionized 
water to a 1 l glass bottle. Add 6.7 g yeast nitrogen base with-
out amino acids (Difco™, Becton Dickinson and Company), 
0.74 g  CSM   (MP Biomedicals), and 0.1 g adenine ( see   Note 1 ) 
to the bottle and mix them together. Autoclave the liquid at 
121 °C for 20 min.   

   2.    40 % dextrose solution: Dissolve 400 g dextrose (Macron Fine 
Chemicals™) in 1 l deionized water. Sterilize the solution by 
fi ltration using membrane fi lters with pore size 0.2 μm.    

         1.    2 M  Hydroxyurea   (HU) solution: Add 1.52 g HU (Sigma- 
Aldrich) in about 5 ml deionized water. Make up to 10 ml 
with water and vortex vigorously to dissolve HU. Aliquot 
0.5 ml HU solution in eppendorf tubes for individual uses. 
Store at −20 °C.   

   2.    α-factor solution: Dilute 10 mg of α-factor (Genesee Scientifi c) 
in 5.938 ml water to make 1 mM stock solution and aliquots. 
For  bar1  cells, make up 25 μM stock solution aliquots. Store at 
−20 °C, and only freeze-thaw once.   

2.1  Yeast Strains 
and Fluorescent 
Probes

2.2  Medium

2.3  Reagents 
for Synchronizing/
Arresting Cells
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   3.     β-estradiol   solution: Dilute 13.6 mg of β-estradiol (Sigma- 
Aldrich) in 5 ml ethanol to make 10 mM stock solution. Make 
up 50 μM stock solution and store at −20 °C.      

       1.     CSM   containing 2 % dextrose ( see  Subheading  2.2 ).   
   2.    Agarose (Denville Scientifi c Inc.).   
   3.    75 × 25 mm Gold Seal Micro Slides (Gold Seal Products).   
   4.    18 × 18 mm No. 1 (0.14 mm thickness) microscope cover glass 

(Globe Scientifi c Inc.).   
   5.    Vaseline for sealing the slab: Scoop Vaseline in a 50 ml conical 

tube and place in a boiling water bath. Once Vaseline is melted, 
pour into a 10 ml syringe with a 16 G needle.   

   6.    0.2 μm Tetraspeck beads (Life Technologies), diluted 1:5 in water.      

        We have optimized our protocols using two microscopes that we 
describe here. There are many parameters to consider when imag-
ing live  yeast cells  , and we discuss the trade-offs between parame-
ters to help when using other microscopes, fl uorescent probes, 
conditions, etc.

    1.     Widefi eld fl uorescence microscope  : Axio Observer Z1 (Carl 
Zeiss, Thornwood, NY) with an X-CITE 120XL metal halide 
fl uorescence light source, a 100×/1.46 Plan Apochromat oil 
immersion objective, and a QuantEM backthinned EM-CCD 
camera (Photometrics, Tucson, AZ). The microscope is 
equipped with a XL S1 incubator and heating system (PeCon 
GmbH). The  GFP   and RFP fi lter cubes have the following 
fi lter sets (excitation/dichroic/emission): 470/495/525 nm 
and 560/585/630 nm, respectively.   

   2.     Spinning disk confocal microscope  : Andor Revolution XD 
(Olympus) with a CSU-X1 spinning disk unit (Yokogawa 
Electric Corporation), a 100×/1.4 UPlanSApo oil immersion 
objective, and an iXon3 897 EM-CCD camera (Andor 
Technology). The microscope is equipped with a PZ- 2300FT 
automated stage, which contains a temperature- containing 
chamber (Applied Scientifi c Instrumentation Inc.).   

   3.    Temperature control. Our live cell imaging experiments require 
temperatures ranging from 24 to 37 °C. Microscopes using 
small heaters (e.g., Andor Spinning Disk) require ~10 min to 
heat, and microscopes that are fully enclosed (e.g., Axio 
Observer Widefi eld) requires >30 min to heat ( see   Note 2 ).   

   4.    Choosing imaging fi elds. The number of fi elds used and the 
number of cells per fi eld depends on the experimental ques-
tion, the length of the experiment, the cell size, among other 
considerations. We have found that when imaging multiple 
fi elds in an experiment, the cells from fi elds not currently being 
imaged are still exposed to indirect light. Therefore, for certain 
experiments we only use one fi eld. When fi nding a suitable 

2.4  Mounting Slab 
Components

2.5  Microscopes 
and Imaging Settings
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fi eld with the desired density of cells, we have found that the 
cell density is often low in the middle of the slab where the cells 
have been placed, but the cell density is higher near the edge.   

   5.    Light exposure. The phototoxicity caused by excitation light 
has been measured previously [ 3 ]. The maximum photon fl ux 
that did not cause a delay in  cell division   was 3.0 × 10 11  pho-
tons/μm 2  per 3D image. Since the light source of different 
microscopes varies (e.g., laser power or % fl uorescence excita-
tion power), we quantifi ed the light intensity from our imag-
ing conditions. The excitation light intensity at different laser 
power settings (spinning disk microscope) or percent of fl uo-
rescence excitation power settings ( widefi eld fl uorescence 
microscope  ) is shown in Fig.  1 . The range of light used in our 
experiments is marked in blue boxes. Based on our imaging 
settings, the range of the photon fl ux shone on cells is listed in 
Table  1 . In the calculations, we assume that the entire area is 
evenly illuminated by the excitation light; however, in reality, 
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  Fig. 1    Measured light intensity by microscope. Light intensity was measured using an X-cite power meter 
(Excelitas Technologies) over different settings of transmitted light for the  widefi eld fl uorescence microscope   
and laser power for the  spinning disk confocal microscope  . The  blue boxes  represent the range of settings 
used during live-cell yeast imaging       

   Table 1  
  Estimated photon fl ux by microscope   

 Microscope  Light intensity (nW/μm 2 )  Photon fl ux (photons/μm 2  per 3D image) 

 Widefi eld   GFP  : 0.15–0.4 
 RFP: 0.27–0.75 

 2.7 × 10 9 –1.1 × 10 10  

 Spinning disk  488: 6.7–17.0 
 561: 4.2–10.0 

 8.0 × 10 10 –2.5 × 10 11  
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the illumination is uneven with higher intensity in the center 
than at the edge. Thus, the fi eld we imaged may have a higher 
photon fl ux than that shown in the table, but the actual value 
should be below the 3.0 × 10 11  photons/μm 2  limit.

        6.    Z-stack. Cell structures, including the  polarity    site  , are not always 
in the medial plane of the cell. Therefore, it is usually necessary 
to image cells with multiple z-plane acquisition. We used the 
 Nyquist rate   calculator (  http://www.svi.nl/NyquistCalculator    ) 
to determine the minimal sampling density that is required to 
capture all information of the objects. Based on the microscopic 
parameters we used, the critical sampling distance (or Nyquist 
rate) for the  widefi eld fl uorescence microscope   is 235 nm. With 
this distance, we took 30  z -plane images to cover the entire cell 
(HU-treated cells are larger, with diameter ~6–7 μm). The 
Nyquist rate for spinning disk microscope is 131 nm, which 
requires 54  z -planes to cover the same depth, but the increased 
light exposure would lead to more phototoxicity. Therefore, we 
use 30  z -planes (0.24 μm apart) for live cell imaging on both the 
widefi eld and  confocal microscopes  . When imaging multiple 
fi elds and multiple fl uorescent channels, especially with small 
time intervals, sometimes the acquisition is reduced to 15 
 z -planes (0.5 μm apart) to reduce phototoxicity and reduce the 
imaging time. Additionally, the z-stack for each fl uorescent 
channel is acquired separately rather than alternating between 
the fl uorescent channels at each  z -plane to reduce motor move-
ments and decrease time of acquisition ( see   Note 3 ).   

   7.    Time interval between image acquisitions. We usually use 45 s 
or 1.5 min intervals for live cell imaging. Shorter time intervals 
result in more phototoxicity, and it is important to keep in 
mind the trade-off between temporal resolution, spatial resolu-
tion, and phototoxicity.    

3       Methods 

       1.    Combine 0.5 g agarose with 2.5 ml  CSM   + 2 % dextrose in a 
15 ml conical tube. Add α-factor or  β-estradiol   if needed.   

   2.    Loosen the cap of the tube and microwave (900 W) for 
35–45 s. Forcefully invert or vortex every time the media boils 
to the top of the tube (about four times). Make sure the aga-
rose completely dissolves. The fi nal solution will be very vis-
cous ( see   Note 4 ).   

   3.    Using a cut pipette tip, quickly pipette 90–180 μl of the aga-
rose solution onto a glass slide and immediately drop a cover-
slip on the agarose droplet. Repeat this procedure to make 
several slabs in order to ensure one is level with the glass. The 
slabs will solidify within 1 min.   

3.1  Preparing 
Agarose Slabs

Allison W. McClure et al.
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   4.    Store the prepared slabs in a box (e.g., empty pipette tip box) 
with some water to prevent the slab from drying out. Use the 
slabs within a few hours of preparing.      

       1.    Centrifuge sample (1 ml) at 16,000 ×  g  for 1 min ( see   Note 5 ). 
Aspirate most of the media, leaving ~10–20 μl media to resus-
pend cells.   

   2.    Pipette ~0.7 μl cells into tip and set pipette aside.   
   3.    If the agarose slab extends beyond the coverslip, remove with 

a razor blade prior to loading cells.   
   4.    Gently lift a corner of the coverslip away from the slab using a 

razor blade, and hold the coverslip in one hand.   
   5.    Use other hand to pick up the pipette and drop cells onto slab.   
   6.    Replace coverslip on slab.   
   7.    Gently press sides of coverslip to ensure proper contact and 

reduce air pockets.   
   8.    Seal slabs with Vaseline. Heat Vaseline in needle over fl ame 

prior to sealing each edge of coverslip.      

       1.    Grow cells overnight at 30 °C (or 24 °C if the strain is tem-
perature sensitive) in  CSM   + 2 % dextrose to a log phase culture 
(OD 600  = 0.1–0.7) ( see   Note 6 ).   

   2.    The next morning, dilute the cell culture OD 600  = 0.15. Mix 
4.5 ml of the diluted cell culture and 0.5 ml 2 M HU solution 
(fi nal working concentration 200 mM) in a 50 ml fl ask or glass 
test tube. Agitate the sample using a rotary shaker or roller 
drum for 3 h at 30 °C or 4 h at 24 °C to arrest cells in S phase 
( see   Note 7 ).   

   3.    Centrifuge 5 ml treated cells in eppendorf tubes at 16,000 ×  g  
(or in conical tubes at 2000 ×  g ) and discard supernatant. Wash 
the cells twice with 1 ml  CSM   + 2 % dextrose to remove any 
remaining HU. Resuspend the cells in 5 ml CSM + 2 % dex-
trose in a 50 ml fl ask or a glass test tube. Agitate the sample for 
1 h at 30 °C or 2 h at 24 °C to release the cells from HU arrest. 
At 30 °C, most strains take 75–90 min after releasing from HU 
arrest to enter G1 of the next  cell cycle  .   

   4.    Mount cells onto an agarose slab and fi nd a good fi eld for 
imaging ( see  Subheading  2.5 ). We recommend using a fi eld 
with 10–15 large-budded cells, which are not touching each 
other to prevent overlapping signal from neighboring cells 
during quantifi cation. Also, most  polarity    markers   localize to 
the  bud   neck during  cytokinesis  , so choose a fi eld with cells 
that show signal at the bud neck. These cells are fi nishing their 
 cell cycle   and will polarize in the following  G1 phase   soon.      

3.2  Mounting Cells 
onto Agarose Slabs

3.3  Synchronizing 
Cells with HU 
Treatment Prior 
to Imaging

Imaging Yeast Cell Polarity



20

       1.    Ensure that the temperature control chamber has reached a 
stable temperature at least 30 min prior to imaging.   

   2.    Image cells ( see  Subheading  2.5 ) using settings listed in Table  2 .

              1.    Deconvolve the z-stack images taken by a  widefi eld fl uores-
cence microscope   using deconvolution software (e.g., Huygens 
Essential) to reduce the blur from out-of-focus light. The clas-
sic maximum-likelihood estimation and predicted point spread 
function method with a signal-to-noise ratio of 10 ( see   Note 8 ) 
is used with a constant background across all images from the 
same channel on the same day.   

   2.    Images taken by a  spinning disk confocal microscope   are 
denoised by the Hybrid 3D Median Filter plugin in ImageJ 
(  http://rsb.info.nih.gov/ij/plugins/hybrid3dmedian.html    ). 
Alternatively, the raw images can be further enhanced by 
deconvolution with a signal-to-noise ratio of 3 ( see   Note 8 ).   

   3.    Using image quantifi cation software (e.g., Volocity), set a pixel 
intensity (fl uorescence) threshold that selects the pixels corre-
sponding to the  polarity   patch but not the rest of the cell. If 
the software is unable to import 3D information for quantifi ca-
tion, use the sum projection of the z-stack.   

   4.    The sum intensity of the  polarity   patch is recorded from its fi rst 
detection (we generally focus on early times before  bud    emer-
gence  ). The intensity at each time point is normalized to the 
peak intensity value within the imaging period, and plotted 
against time.      

3.4  Imaging  Polarity   
Establishment

3.5  Image 
Deconvolution 
and Analysis 
of  Polarity   
Establishment

   Table 2  
  Settings for imaging  polarity    establishment     

 Widefi eld  Channel  Transmitted light  EM gain  Exposure (ms) 

 DIC  100 %  150  50 

  GFP   (470 nm)  2 %  750  250 

 RFP (560 nm)  2 %  750  250 

 Spinning disk  Channel  Laser power  EM gain  Exposure (ms) 

 DIC  N/A  200  100 

 488 nm  10 %  200  200 

 561 nm  10 %  200  200 

  If using one fl uorescence channel, use a 30  z -plane stack with images 0.24 μm apart ( see   Note 10 ). If using two chan-
nels, use a 15  z -plane stack with images 0.5 μm apart. Image at 45 s intervals for 45–90 min total ( see  Subheading  2.5  
for more details)  

Allison W. McClure et al.

http://rsb.info.nih.gov/ij/plugins/hybrid3dmedian.html


21

       1.    Grow cells overnight at 30 °C in  CSM   + 2 % dextrose to a log 
phase culture (OD 600  = 0.1–0.7) ( see   Note 6 ).   

   2.    Dilute cells to 1.5 ml of OD 600  = 0.1, and treat with 20 nM 
 β-estradiol   for 4 h ( see   Note 9 ).   

   3.    Centrifuge 1 ml of culture at 16,000 ×  g  for 1 min, and aspirate 
most of the liquid. Add 1 μl of Tetraspeck beads (diluted 1:5 in 
water), and resuspend pelleted cells.   

   4.    Mount approximately 0.7 μl onto  agarose slabs   and seal with 
Vaseline. If using α-factor slabs, let cells sit on slabs for 20 min 
prior to imaging.   

   5.    Image cells ( see  Subheading  2.5 ) using settings listed in Table  3 .

              1.    Using image processing software (e.g., Volocity), set a pixel 
intensity (fl uorescence) threshold that selects the pixels that 
correspond to the  polarity   patch but not the rest of the cell. 
Use the same threshold for all the samples being compared.   

   2.    Remove any objects detected with an area <0.1 μm 2 .   
   3.    Determine the centroid of a Tetraspeck bead in the fi eld of 

view for each movie. This will serve to control for stage drift 
during imaging.   

   4.    Determine the location of the centroid of the  polarity   patch (in 
three dimensions) for each cell at each time point.   

   5.    If there are multiple  polarity   patches for a given time point for 
a given cell, remove all centroid measurements for that cell at 
that time point.   

   6.    From each  polarity   patch centroid location, subtract the 
Tetraspeck bead centroid location.   

   7.    Combine centroids from continuous trajectories: patches that 
have been continuously measured in a given cell.   

   8.    Calculate the MSD for each trajectory. For all pairs of time 
points  t   i  , t   j   and corresponding centroid positions p  i  ,p  j  , calcu-
late the squared distance between p  i   and p  j  . Then, average all 
squared distances for each time interval  T  =  t   j  − t   i   per cell.   

3.6  Arresting Cells 
with Ste5-CTM Fusion 
and Imaging  Polarity   
Patch Wandering

3.7  Tracking  Polarity   
Patch Wandering 
and Calculating Mean 
Squared 
Displacement (MSD)

   Table 3  
  Settings for imaging  polarity   patch movement   

 Spinning disk  Channel  Laser power  EM gain  Exposure (ms) 

 DIC  N/A  200  100 

 488 nm  15–18 %  200  200 

 561 nm  15 %  200  200 

  Use a 30  z -plane stack with images 0.24 μm apart. Image at 1.5 min intervals for 30–45 min ( see  Subheading  2.5  for 
more details)  

Imaging Yeast Cell Polarity



22

   9.    For each cell, average the MSD of all trajectories. We consider 
each cell an observation unit for statistical analysis, and we typ-
ically measure approximately 50 cells per condition in an 
experiment.       

4    Notes 

     1.    One of the  yeast strains   (BF264-15D) used in our lab carries a 
mutation ( ade1 ) that can lead to the accumulation of a fl uores-
cent red metabolite under low-adenine conditions, which 
interferes with imaging. To prevent this, 0.5 mM adenine is 
added to the  CSM  . For strains with a wild-type adenine syn-
thesis pathway, extra adenine is not needed.   

   2.    Sometimes the temperature recorded by the microscope is not 
accurate. We recommend determining the temperature that 
the sample is exposed to rather than relying on the micro-
scope’s thermometer.   

   3.    When comparing the appearance or movement of two fl uores-
cent probes, note that the second fl uorescent channel will be 
imaged with a few seconds delay compared to the fi rst channel.   

   4.    The 15 ml conical tube can be kept in a 95 °C heat block to 
prevent the agarose solution from solidifying after 
microwaving.   

   5.    Certain plastics are better at pelleting dilute cell samples. If the 
cells are not well-pelleted after a 1 min centrifuge spin at 
16,000 ×  g , aspirate the media, scrape the sides of the tube 
using a pipette tip, and spin again.   

   6.    We have found that growing multiple dilutions of starter cul-
tures overnight is useful for ensuring one culture will be the 
appropriate density.   

   7.    Some strains take longer to respond to HU so longer treat-
ment is needed to obtain a synchronized population. Check 
cells under microscope after 3 h HU treatment to ensure good 
synchrony (>70 % large-budded cells).   

   8.    The signal-to-noise ratio listed here is not the ratio on the raw 
images; instead, it is the ratio by which the raw images will be 
enhanced after deconvolution. The signal-to-noise ratio of raw 
images can be infl uenced by excitation light intensity, the 
brightness of fl uorescence probes, the sensitivity of camera, 
etc., so the enhancing ratio we suggest here may not apply to 
images generated from other microscopes. We suggest choos-
ing a signal-to-noise ratio by deconvolving the same image 
with different ratios and choosing the one that effectively 
reduces the blur without introducing erroneous signals not 
seen on the raw image.   

Allison W. McClure et al.
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   9.    Because the cells are asynchronous when we initially treat them 
with  β-estradiol  , the cells arrest at different times. 3–4 h treat-
ment is usually suffi cient for >95 % cells to arrest. As the 
arrested cells continue to grow, larger size yields higher MSD, 
so it is essential to maintain the same β-estradiol treatment 
time for all samples.   

   10.     Bud    emergence   can occur outside the current focal plane. If 
the timing of  bud    emergence   is important for analysis, image 
using a z-stack in the DIC channel.         
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