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Abstract 

Any type of microscopy faces the problem in an attenuated signal level and 

reduced optical resolution due to optical aberration. To overcome this problem, adaptive 

optics was implemented in a two-photon fluorescence microscope. Using a “sensorless” 

approach, this study corrected the aberration in the system using two different 

excitation colors. As methodology, the point spread function was compared before and 

after applying adaptive optics. This study demonstrated that adaptive optics improves 

the resolution of the microscope for both excitation wavelengths. The aberration 

correction was then monitored as a function of depth. The result showed an 

improvement in the optimization metric as imaging depth is increased. Thus, adaptive 

optics offers improved imaging of the sample at deeper depths with better optical 

resolution and higher signal-to-noise ratio. 
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1. Introduction  

In this chapter, the goal is to provide a general overview of some aspects of 

optical imaging. Different modalities of optical imaging are considered followed by the 

effects of aberration on optical imaging. Finally, I present some of the key physical 

concepts in adaptive optics and the application of adaptive optics in 

microscopy. Readers can find more rigorous details about the subjects in References [1-

3]. 

1.1 Imaging Techniques 

A microscope has been an important imaging tool for more than a century. Over 

the years, the developments in technology have expanded capabilities of a microscope. 

Confocal microscopy [4] is the breakthrough invention due to its ability to provide a 

three-dimensional image of the specimen with the use of a spatial filter to eliminate out-

of-focus signals generated throughout the sample due to linear excitation [5]. The 

invention of ultrashort pulsed laser with high peak intensity at low average power has 

provided an opportunity to access multiphoton processes in microscopy. Two-photon 

excitation microscopy is a multiphoton imaging technique [6] which has emerged with 

several advantages over confocal microscopy due to its inherent optical sectioning 

capability. The generated signal in two-photon microscopy has a quadratic dependence 

on intensity and this signal is predominantly confined where intensity is highest, at the 
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focal plane, as shown in Figure 1. In two-photon microscopy, the same excitation as in 

confocal microscopy with a single photon, is produced with the simultaneous 

absorption of two photons with half energy of the single photon. 

 

Figure 1: (Top) (a) continuous wave UV light and (b) short near-IR pulses 

generates fluorescence in R6G. (Bottom) Integrated fluorescence from a thin slice for 

(a) one-photon excitation and (b) two-photon excitation. Adapted from [3] 

The utilization of the longer excitation wavelength provides reduced photodamage to 

the sample and reduced scattering within the sample; thus, two-photon microscopy 

provides greater penetration depth than confocal microscopy. However, two-photon 

fluorescence microscopy contrast requires the presence of fluorescence which limits the 
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range of available targets.  Apart from two-photon microscopy, other nonlinear 

modalities, such as SHG [7, 8], THG [9, 10] and Coherent anti-Stokes Raman scattering 

(CARS) [11] have been developed to access to more diverse imaging targets.  

Harmonic generation is a coherent non-linear process where two or more 

photons with the same energy are scattered to generate a single photon with the sum 

frequency of the incident photons. Because the SHG signal is associated with a second-

order susceptibility, SHG provides contrast only when molecules possess non-

centrosymmetric geometry, for example, collagen fibers [12] or microtubuli [13], 

whereas the THG signal is associated with a third-order susceptibility and it has been 

used in imaging at interface [14]. 

In Coherent anti-Stokes Raman scattering (CARS), two beams, called “pump” 

and “Stokes”, produces the signal at the Anti-Stokes frequency when a beat frequency 

between “pump” and “Stokes” beams matches the Raman resonance of a molecule. 

CARS provides highly specific molecular contrast due to its sensitivity to molecular 

vibrational states. The application of CARS has been demonstrated in biological imaging 

studies [11]. 

As shown in Figure 2, image contrast for the aforementioned modalities, 

including two-photon excitation, is based on the generation of a new color. For some 
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imaging targets, the generation of a new color does not provide convenient imaging 

contrast since it does not possess a distinguished feature about the sample [3]. 

 

Figure 2: Nonlinear Interaction based on the generation of a new color. TPF 

(Two-photon fluorescence), SHG (Second-Harmonic Generation), THG (Third-

Harmonic Generation) and CARS (Coherent Anti-Stokes Raman Scattering). Adapted 

from [3] 

On the other hand, pump-probe microscopy, a time-resolved nonlinear microscopy, can 

provide image contrast without the generation of a new wavelength with great 

specificity about the molecular and morphological information of the sample [3]. Pump-

probe measurement requires two ultrashort pulse trains, called “pump” and “probe”. In 

the experiment, the excited state dynamics of a molecule is monitored by detecting 

imposed pump modulation on the probe beam. The image contrast is based on different 
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types of nonlinear optical interactions as shown in Figure 3. The application of pump-

probe microscopy has been demonstrated in non-invasive imaging of biological samples 

[15, 16]. Additionally, this microscopy provides a method of non-destructive imaging of 

historical paintings [17]. 

 

Figure 3: Nonlinear interactions that do not generate a new color. Stimulated 

Raman scattering (SRS), two-photon absorption (TPA), excited-state absorption 

(ESA), stimulated emission (SE), ground state depletion (GSD), and cross-phase 

modulation (XPM). Adapted from [3] 

 Nonetheless, any type of microscopy has limitations in a reduced signal level and 

reduced optical resolution in deeper imaging depth. One of the cause is an enlarged 
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focal excitation volume due to aberrated wavefront as it is shown in Figure 4. Thus, any 

optimization to reduce aberrations to operate close to the diffraction limit significantly 

improves the image contrast, the spatial resolution and the signal-to-noise ratio in a 

microscope [2]. 

 

Figure 4: Effect of aberration on the imaging system. Aberrated wavefront 

leads to an enlarged focal point. Adapted from [2] 

. 

1.2 Theory of Image Formation 

Under the paraxial approximation, let us consider the point spread function 

(PSF) of a lens which describes the imaging properties of the system and discuss the 

effects of aberration on the performance of a microscope.  
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Suppose, a lens with �� = ����(�) is illuminated with a uniform plane wave. 

We can express the pupil function, the distribution of the phase and amplitude across 

the pupil plane of the lens, as:  

�(�, �) = exp(��(�, �))  (1) 

where �(�, �) is the phase function in the pupil plane, � =  !"�# and � =  ���# are 

related to the polar coordinates ( , #). The phase function includes information about the 

size of the lens and aberration. The intensity PSF of the lens is then expressed: 

�($, %, &) = '() ) �(�, �)exp [� +, (�, + �,) − �-- (�$ + �%)]/�/�-- 0',  (2) 

where & = 123 4����, (5,0 is the normalized axial coordinate, $ =  ,23 ������ and % =
 ,23 ������ are the normalized lateral coordinates related to the Cartesian coordinates 

(�, �, 4). Aberration introduces distortion on the phase function; thus, it affects the PSF of 

the lens. In spatial frequency domain, the aberration alters high-frequency components 

of the optical transfer function (OTF) and reduce the effective cut-off frequency of the 

imaging system [18]. As a result, the wavefront distortions spatially broaden the point 

spread function (PSF) and degrade the spatial resolution of the system. 

1.3 Sources of Aberration 

Let us now briefly discuss two main sources of optical aberration in microscopy: 

system-induced and sample-induced.  
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The former arises from imperfections in optical alignment, or when the system is 

operated outside of its designed configuration. For example, slight off-axis misalignment 

of a lens introduces known aberrations, such as astigmatism and coma [19]. Also, an 

incorrect configuration of the objective and the designed tube length can produce 

spherical aberration in the system [19]. 

The second source of aberration is induced by the spatial variation of the 

refractive index of the specimen which leads to decrease in signal intensity by enlarging 

a focal spot (Figure 4) and degrade the resolution of the system. Additionally, aberration 

could be caused by an index of refraction mismatch between the specimen and the 

immersion medium which induces spherical aberration [2]. One of the approaches to 

compensate the optical aberration in microscopy is implementing adaptive optics, a 

method successfully deployed in astronomy.  

1.4 Adaptive Optics 

Adaptive optics is the well-studied approach in astronomy to compensate optical 

aberration induced by atmospheric distortions and to restore the optimum resolution of 

the imaging system.  For the first time the AO system was deployed for military 

purposes [20], although the concept was originally proposed by Horace Babcock twenty 

years earlier [21]. In astronomy, the basic adaptive optics systems consist of a wavefront 

corrector, a wavefront sensor and a feedback controller. As illustrated in Figure 5, light 
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from a telescope is captured and is reflected off a wavefront corrector (a deformable 

mirror). A wavefront sensor is then fed with a portion of reflected light from the 

deformable mirror to measure wavefront distortion. Using the signal from the 

wavefront sensor, a feedback controller reshapes the surface of the wavefront corrector 

to compensate wavefront aberration. However, it should be emphasized that some 

factors play a crucial role to optimally operate adaptive optics in astronomy. The most 

important one is the requirement of a reference point source near the imaging object to 

correctly measure wavefront distortion. Fortunately, there is a well-known approach to 

satisfy this condition by creating artificial “guide stars” close to the object by exciting 

sodium atoms in the mesosphere with a laser source. 

 

Figure 5: Adaptive optics system in astronomy. Light from an object is imaged 

onto an adaptive mirror. A portion of reflected light is directed to a wavefront sensor. 

A wavefront distortion is measured and using a control system the surface of the 

adaptive mirror is reshaped to correct the aberration. The corrected wavefront is 

imaged into a camera. Adapted from [1]. 
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1.4.1 Wavefront correctors 

Most of wavefront correctors fall into two categories: a deformable mirror and a 

spatial light modulator. Principle of operation to correct wavefront aberration for each 

type is shown in Figure 6 and 7.  

 

Figure 6: Wavefront correction with a deformable mirror. Adapted from [1]. 

 

Figure 7: Wavefront correction with a spatial light modulator. Adapted from 

[1]. 

For a deformable mirror (Figure 6), the aberrated wavefront hits onto the surface 

of a deformable mirror. The reflected wavefront is corrected by reshaping the surface of 

the mirror to be conjugate to the wavefront distortion. For a spatial light modulator 
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(Figure 7), the propagation of the leading parts of the distorted wavefront is slowed 

down by changing the index of refraction within the modulator. The trailing parts are 

then aligned with the leading parts, so that the aberration compensation is implemented. 

These two types of wavefront correctors are compared in Table 1. 

Table 1: Comparison between a deformable mirror and a spatial light 

modulator 

Deformable Mirror Spatial Light Modulator 

Wavelength and polarization independent Wavelength and polarization dependent 

Correct low-order wavefront aberration 

Correct low amplitude, high-order 

wavefront aberration 

Refresh rate is several kilohertz Refresh rate is about 100 Hz 

 

1.4.2 Wavefront sensors 

The common type of a wavefront sensor used in adaptive optics is the Shack-

Hartmann sensor. In the Shack–Hartmann sensor, an array of lenslets collects light and 

images onto the detector plane (Figure 8). For each lenslet, the local gradient of the 

wavefront is calculated by measuring the lateral shift of the focus on the detector array 

(For a flat wavefront, every local lenslet focuses light onto the center of a detector pitch). 

From the local gradient measurements, the whole phase distribution can be constructed. 
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Figure 8: The Shack-Hartmann wavefront sensor. Adapted from [1]. 

1.5 Adaptive Optics in Microscopy 

Commercial availability of adaptive optical elements has broadened the 

application of adaptive optics. Adaptive optics has been successfully incorporated in 

various types of microscopy to restore and enhance the image quality [22-24]. However, 

the implementation of adaptive optics in microscopy slightly differs from astronomy. As 

mentioned before, the system requires a reference point to directly measure wavefront 

aberration. This problem can be solved by injecting exogenous fluorescent beads into the 

sample to create “guide stars” [25], however, this method perturbs morphology of the 

sample. Another problem arises from the fact that a wavefront sensor cannot 

discriminate out-of-focus signals; thus, it cannot properly measure the wavefront. One 

of the solutions is utilizing the confocal principle for depth selection, but this method 

suffers from signal loss due to scattering which prevents the wavefront sensor from 

effectively collecting signals from the focal plane [26]. Instead, the most common 
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method to optimize the microscopic imaging systems, called an image-based 

“sensorless” approach, is correcting the aberrations by improving a certain image metric 

without a wavefront sensor [2]. Therefore, the successful application of “sensorless” 

adaptive optics depends on accurate selections of the control basis to control a 

wavefront corrector, the optimization algorithm and the optimization metric.  

1.5.1 The representation of the control basis 

Let us consider the control basis which is used to represent the wavefront 

corrector surface shape. The most convenient mathematical representation is Zernike 

polynomials which are an infinite set of orthonormal modes defined over the unit circle. 

Zernike polynomials are defined in polar coordinates ( , #) as: 

67,8 = {�7,8:7,8!"�;#, �< ; ≥ 0�7,8:7,8���;#, �< ; < 0 

where � is a term order, � − ; must be even and the radial components :7,8( ) defined 

as: 

:7,8( ) = ? (−1)AB(� − �)!D�! E(� + |;|)2 − �H ! E� − |;|2 − �H !
7|8|,

AIJ
 7,A 

where a normalization factor �7,8 according to Noll notation [27]: 

�7,8 = K2(� + 1)1 + L7,8  
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Zernike polynomials are commonly used to represent optical aberrations since 

the low order terms define the classical aberrations, such as astigmatism, coma etc. Also, 

the lowest terms, namely tip (� = 1, ; = 1), tilt (� = 1, ; = −1) and defocus (� = 2, ; =
0), describe the geometrical distortion and introduce a shift in �, �, 4 directions (Equation 

(2)). These terms have no effect on signal intensity. Therefore, they do not compromise 

the optical resolution and can be excluded from the control basis set. Moreover, it was 

demonstrated that a few orders of Zernike Polynomial have an effect on the degradation 

of image contrast in microscopy [28]; thus, a truncated set of the polynomials can 

represent the control basis set. 

1.5.2 The optimization algorithm 

There are different optimization approaches to implement adaptive optics in 

microscopy. The simplest one is the exhaustive or the brute force search, testing all 

possible combinations of control basis coefficients and finding the optimum one. 

However, this approach is time-consuming and practically unacceptable for imaging 

studies. There are other iterative methods, such as random search, hill-climbing [29], 

stochastic parallel descent [30] or genetic algorithms [31], which are more efficient and 

successfully applied in microscopy. These methods do not require a priori knowledge of 

how the image metric depends on aberration. Therefore, these approaches can lead to 

extensive light exposure of the sample which is undesirable for imaging studies.  
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By contrast, a different optimization method can be implemented based on the 

mathematical approximation of the image metric. For small aberrations, the image 

metric, a function with respect to aberration coefficients, can be expanded by the Taylor 

series up to a second-order near the aberration-free point [32]. Therefore, the quadratic 

maximization algorithm can be applied to estimate the aberration induced in the system. 

The principle of this algorithm is shown in Figure 9 and works as follows: 

 

Figure 9: Principle of small aberration correction. Three images are obtained 

with applied bias aberrations M, −N and +N. The corresponding metric values OP, O 

and O� are calculated from the images to calculate the correction amplitude QR. 
Suppose, � modes were chosen as the control basis. For the mode �, a positive 

bias, 	, is applied and an image is acquired. Next, a negative bias with the same 

amplitude is applied and the image metric is measured. Finally, an image with no bias is 

obtained and the image metric is calculated. For the given mode, the correction 

amplitude �� is determined using following equation: 
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�� = 	(�� − �)2�� − 4�� + 2� 

where ��, � and �� are the image metrics for the positive, negative and no bias cases, 

respectively. The same routine is repeated for each mode and the correction amplitudes 

are calculated. 

Another method of a “sensorless” approach is “pupil segmentation” as applied 

in two-photon microscopy [23]. The method is implemented by dividing the aberrated 

wavefront into segments. In a similar fashion, as in the Shack-Hartmann wavefront 

sensor, the gradient of the wavefront of the segment is calculated using image shift 

when local wavefront tilt is applied to the given segment. Gathering information of each 

segment, we can construct the whole phase function across the pupil and compensate 

aberration in the system. 

1.5.3. The optimization metric 

There are several types of the optimization metrics and the choice of the metric 

depends on the imaging properties of the microscope. The crucial points of selection are 

noise and photobleaching and the selection must be robust against these two 

parameters. For example, the total intensity can be suitable for CARS imaging [33], but 

cannot be for conventional fluorescence microscopy due to photobleaching. John Girkin 

compared five different metrics (Table 2) by imaging a thick mouse backskin tissue 

stained with hematoxylin and eosin [34]. Some of these metrics requires preprocessing 
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of the image, such as Fourier filter metric (Fourier transform ℑ ), Sobel filter metric (the 

convolution with Sobel kernels T"	U and T"	V) and wavelet filter metric (two-

dimensional wavelet transform as in [35], where WX(�, �) indicates applying a low-pass 

filter to the row of the image followed by a high-pass filter to the column of the image). 

Other two metrics do not require preprocessing (intensity squared metric and image 

variance metric).  

The result revealed that the overall improvement in image quality and visual 

sharpness was comparable for all the metrics. No significant difference was observed in 

image contrast between the metrics. For each metric, the optimization led to the same 

combination of the Zernike terms to compensate the aberration as shown in Figure 10. 

As a result, the intensity squared metric or the image variance can be used as a valid 

optimization metric for adaptive optics in multiphoton microscopy since they do not 

require preprocessing of the image. 
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Table 2: Used metrics. Y(Z, [) is the intensity of the (Z, [)th pixel. Adapted from 

[1]. 

Metric Name Analytical Formulation 

Intensity Squared ∑ �,(�, �)]�U^_A(∑ �(�, �)),  ]�U^_A  

Image Variance `1� ∑ (�(�, �)−< � a),]�U^_A∑ �(�, �)  ]�U^_A  

Fourier Filter ∑ |ℑ{�(�, �)b|8cAd^e]�U^_A∑ |ℑ{�(�, �)b|+78cAd^e]�U^_A  

Sobel Filter ∑ `(T"	U ∗ �),(�, �) + BT"	V ∗ �D,(�, �)]�U^_A ∑ �(�, �)  ]�U^_A  

Wavelet Filter K B∑ WX(�, �), + ∑ XW(�, �),]�U^_A]�U^_A D∑ �(�, �),]�U^_A − B∑ WX(�, �), + ∑ XW(�, �),]�U^_A]�U^_A D 

 

 
Figure 10: Zernike terms amplitude for the metrics. Adapted from [1]. 
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2. Methodology 

2.1 Experimental Setup 

A schematic of the experimental setup is shown in Figure 11. 

 

Figure 11: Experimental setup 

A Ti:Sapphire modelocked laser (Coherent Chameleon, 80 MHz repetition rate) 

was used as the excitation beam at 817 nm. A portion of the laser beam is coupled into 

an optical parametric oscillator (OPO) (Coherent Mira-OPO) to generate a beam for the 

experiment at 720 nm. For both colors, the beam expanded and sent into a deformable 

mirror (Mirao 52e, Imagine Optics). Reflected light is sent to scanning galvanometric 

mirrors (Cambridge Corporation) and the beam was focused onto the sample with a 20x 
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air objective (Zeiss NA 0.80). The pupil planes of the deformable mirror, the 

galvanometric mirrors and the back aperture of the microscope objective were 

conjugated. The fluorescence signal from the sample is reflected via a dichroic mirror 

(Semrock FF662 long-pass) and collected with a photomultiplier tube (Hamamatsu 

R3896).  

2.2 Samples 

For all experiments, fluorescent YG microspheres (Polyscience Inc., USA) were 

used as the imaging target. These microspheres were imaged at 720 nm and 817 nm 

since they have a two-photon excitation signal for both colors. 

To measure the point-spread function for each color, fluorescent YG 

microspheres of 0.2 um diameter were used. The microspheres were embedded in 

agarose gel. The agarose gel was sandwiched between two glass coverslips. Separation 

distance was approximately 150 μm between the coverslips. 

For depth imaging, microspheres with diameter of 25 μm were used. The 

microspheres were also embedded in agarose gel with separation thickness of 

approximately 400 μm. 

2.3 Adaptive Optics System 

15 mm diameter deformable mirror (Mirao 52e, Imagine Optics) with 52 

magnetic actuators was used to implement adaptive optics in the system. The position of 
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each actuator is controlled by applying a voltage between -1V and 1V, although sum of 

the absolute voltage value of all actuators are restricted not to exceed 25 V. This 

deformable mirror provides large dynamic range to compensate aberration comparing 

with other mirrors on the market [36]. Diameter of the beams was expanded 

approximately to 14 mm to eliminate the edge effect of the deformable mirror. First 11 

modes of Zernike Polynomials (up to � = 4) were used as the control basis of the 

deformable mirror excluding piston, tip/tilt and defocus terms to avoid axial and lateral 

shift of the image. Sum of the squared pixel intensities of an image was used as the 

optimization metric. The quadratic maximization algorithm was selected as the 

optimization algorithm to correct the aberration. Additional iteration was performed to 

check the convergence of the optimization. The system is controlled using a custom-

written program on LabWindows. All acquired data was processed and analyzed with 

MATLAB. 
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3. Results 

3.1 Point Spread Function Measurement 

To test adaptive optics in the system, the optical resolution of the microscope 

was measured before and after applying adaptive optics for each color. The optical 

resolution was defined as the full width at half maximum (FWHM) of the fitted 

Gaussian function to the intensity distribution of a single fluorescent microsphere with a 

diameter of 0.2 im.  

Table 3 shows the results of the corrected and uncorrected axial and lateral 

resolution of the system. At 720 nm, the axial and lateral resolutions were improved by 

21.7% and 10.1%, respectively. On the other hand, the axial resolution was improved by 

6.4% and the lateral resolution was improved by 16.5% for the excitation at 817 nm. 

However, the experimental results were not close to the theoretical values. The reason is 

that the back aperture of the objective was underfilled; thus, the effective numerical 

aperture of the objective was smaller than the given by the manufacturer. The 

experimental results suggest that the effective numerical aperture was 0.49 which was 

consistent with the value 0.55, calculated for the given beam size at the back aperture of 

the objective. 
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Table 3: Experimental and Theoretical Values of PSF FWHM for the Objective 

(NA=0.80) with AO on/off for excitation at 720 nm and 817 nm 

Wavelength j (�;) 

Lateral Resolution 

 

Axial Resolution 

Experimental Value  Theoretical 

Value 

Experimental Value  
Theoretical 

Value 

 AO off AO on AO off AO on 

720 0.613 im 0.551 im 0.338 im 4.47 im 3.50 im 1.13 im 

817 0.658 im 0.616 im 0.383 im 5.03 im 4.20 im 1.28 im 

 

 Figure 12 shows the amplitude values of the Zernike terms for the excitation at 

720 nm and 817 nm. For both beams, the aberrations were predominated by different 

modes than spherical term which might be explained by slight off-axis misalignments of 

lenses in the beam path. As expected, two colors are affected by different amount of the 

aberration due to the different beam path configurations.  The shape of the deformable 

mirror for each optimization is shown in Figure 13 and no significant difference can be 

seen. The reason is that the aberration amplitudes are small. Thus, our assumption for 

small aberration is satisfied. 

 

Figure 12: Zernike amplitude for excitation (left) at 720 nm and (right) at 817 

nm.  
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Figure 13: Deformable mirror shape for excitation (left) at 720 nm and (right) at 

817 nm. The scale bars represent deformation in microns. 

3.2 Imaging as a function of depth 

In this experiment, the performance of adaptive optics was demonstrated at 

different depths in two-photon excitation microscopy. Twenty arbitrarily selected 

microspheres at different depths were served as the evaluation metric to compare the 

optimization as a function of imaging depth.  The optimization metric was calculated 
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with an image of a single bead over the field of view of 40 x 40 μm. 

 

Figure 14: Metric enhancement vs penetration depth. Excitation wavelength 

(left) 720 nm and (right) 817 nm. 

The aberration compensation was performed to obtain the optimized mirror-

shape at depth 0 μm, 119 μm, 203 μm and 352 μm. Z-stack data was collected for each 

mirror-shape including uncorrected one. Figure 14 shows the metric enhancement, 

calculated by dividing the corrected metric by the uncorrected metric, as a function of 

depth for each optimization at 720 nm and 817 nm. As can been seen, the adaptive optics 

correction produces greater improvement with increasing imaging depth. The 

maximum signal improvements of 77% and 68% are obtained for excitation at 720 nm 

and 817 nm, respectively. Another notable result is that the optimization for each color 

produces different enhancement factor which might be caused by the large system 

aberration comparing to the sample-induced aberration.  
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Figure 15: Deformable mirror shape at different depth. Excitation wavelength 

is 720 nm. The scale bars represent deformation in microns. 

Figure 15 and 16 show the deformable mirror-shape for each optimized depth. 

The result supports the assumption on homogeneity of the aberration since the mirror-

shape slightly differs. The amplitude of Zernike terms varies as a function of depth 

(Figure 17 and 18) which indicates the increase in the sample-induced aberration. As 

expected, the higher order of the Zernike terms became more predominant as the 

imaging depth increased since these higher order terms correspond to higher spatial 

frequencies. 
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Figure 16: Deformable mirror shape at different depth. Excitation wavelength 

is 817 nm. The scale bars represent deformation in microns. 
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Figure 17: Zernike mode amplitude for excitation at 720 nm. 

 

Figure 18: Zernike mode amplitude for excitation at 817 nm 
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4. Discussion 

In this thesis, I presented the implementation of adaptive optics in multiphoton 

microscopy. The spatial resolution of the microscope was measured and improved using 

a deformable mirror for different excitation wavelengths. Furthermore, the optimization 

improvement was demonstrated as a function of depth. This study revealed that greater 

improvement is obtained as the imaging depth is increased.  

For two-beam experiments, such as pump-probe imaging or CARS, adaptive 

optics can optimize the imaging focal spot for both colors. We can expect more 

improvement in the experiments since the detected signal is dependent on spatial 

overlap of two beams. Moreover, the implementation of adaptive optics provides a 

feasibility of reducing the beam intensity by keeping the same signal level which can be 

highly beneficial for sensitive imaging studies. 

Nonetheless, it is important to discuss the limitations of adaptive optics in 

microscopy. First, the performance of adaptive optics depends on the sample under 

investigation. In my experiments, the optimization was followed by the assumption that 

the aberration is small and spatially homogeneous. Therefore, I used the optimization 

metric of an entire image of a single microsphere. For different samples, adaptive optics 

should be thoroughly implemented depending on the spatial variation of aberration. 

Therefore, different approaches can be applied. One of the methods can be using 
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conjugate adaptive optics when the pupil plane of a deformable mirror is conjugated to 

the aberration layer within the sample [37]. Conjugate adaptive optics provides better 

correction when the aberration is predominant by a specific region within the sample. 

An alternative approach is multiconjugate adaptive optics [38]. This method also 

implements the aberration compensation when the sample has predominant aberration 

layers. The basic idea behind multiconjugate adaptive optics is incorporating two or 

more deformable mirrors into the system and placing the mirrors conjugate to the 

predominant aberration layers within the sample. It was shown theoretically that 

multiconjugate method outperforms the adaptive optics configuration with a single 

correction device [38]. However, this approach is more complicated and more expensive 

to incorporate into the experimental setup. 

The second limitation is scattering. It is well-known that scattering grows 

exponentially as imaging depth increases. One approach to reduce scattering is optical 

clearing. This method reduces scattering by decreasing the inhomogeneity within the 

sample when optical-clearing agents diffuse into the sample [39]. However, we must 

consider the effects of optical clearing agents on morphology and functionality of the 

sample before applying optical clearing. Therefore, the specimen should be investigated 

on a case by case basis to apply aforementioned methods to optimally configure the 

imaging system. 
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