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Outcomes of Metallic Stents for Malignant Ureteral Obstruction

Zachariah G. Goldsmith,* Agnes J. Wang,* Lionel L. Bañez,† Michael E. Lipkin,‡
Michael N. Ferrandino,§ Glenn M. Preminger* and Brant A. Inman*,�
From the Division of Urologic Surgery, Duke University Medical Center, Durham, North Carolina

Purpose: Malignant ureteral obstruction often necessitates chronic urinary di-
version and is associated with high rates of failure with traditional ureteral
stents. We evaluated the outcomes of a metallic stent placed for malignant
ureteral obstruction and determined the impact of risk factors previously asso-
ciated with increased failure rates of traditional stents.
Materials and Methods: Patients undergoing placement of the metallic Reso-
nance® stent for malignant ureteral obstruction at an academic referral center
were identified retrospectively. Stent failure was defined as unplanned stent
exchange or nephrostomy tube placement for signs or symptoms of recurrent
ureteral obstruction (recurrent hydroureteronephrosis or increasing creatinine).
Predictors of time to stent failure were assessed using Cox regression.
Results: A total of 37 stents were placed in 25 patients with malignant ureteral
obstruction. Of these stents 12 (35%) were identified to fail. Progressive hy-
droureteronephrosis and increasing creatinine were the most common signs of
stent failure. Three failed stents had migrated distally and no stents required
removal for recurrent infection. Patients with evidence of prostate cancer invad-
ing the bladder at stent placement were found to have a significantly increased
risk of failure (HR 6.50, 95% CI 1.45–29.20, p � 0.015). Notably symptomatic
subcapsular hematomas were identified in 3 patients after metallic stent place-
ment.
Conclusions: Failure rates with a metallic stent are similar to those historically
observed with traditional polyurethane based stents in malignant ureteral ob-
struction. The invasion of prostate cancer in the bladder significantly increases
the risk of failure. Patients should be counseled and observed for subcapsular
hematoma formation with this device.
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CT � computerized tomography
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PCN � percutaneous
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MALIGNANT ureteral obstruction can
result from a variety of malignancies
via extrinsic compression of the ure-
ter from a primary or metastatic mass
effect.1–3 The prognosis for these pa-
tients is universally poor, with multi-
ple studies reporting overall survival
of less than 1 year after intervention
for MUO.4–6 Ureteral stenting may
be indicated to minimize pain or to
maximize renal function, especially if

further chemotherapy is planned.3
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Unfortunately failure rates of 35% to
45% have been reported for tradi-
tional polyurethane ureteral stents in
MUO.7–9

A metallic coiled Double-J® ure-
teral stent manufactured from a nickel-
cobalt-chromium-molybdenum alloy was
recently developed (Resonance®, Cook
Medical, Bloomington, Indiana). This
stent has a reported dwell time of up to
12 months and has been used clini-

cally since 2006.10 Failure rates have
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varied from 7% to 66% in a small number of retro-
spective series.11–15 Of note, although no prior stud-
ies have focused exclusively on patients with MUO,
subset analyses revealed higher failure rates with
MUO in multiple series.11,14,15

Given the indefinite need for urinary diversion in
MUO, these patients would benefit a great deal from
more durable ureteral stents. Therefore, we re-
viewed the outcomes of this stent when placed spe-
cifically for MUO. In addition, given this novel stent
material and design, we hypothesized that risk fac-
tors for failure which have been identified for tradi-
tional stents, including the presence of malignant
bladder invasion,9 would not impact the outcome of
this metallic device.

MATERIALS AND METHODS

Data from all patients undergoing placement of the me-
tallic Resonance ureteral stent at Duke University Medi-
cal Center were retrospectively obtained following insti-
tutional review board approval. Inclusion criteria were
biopsy proven malignancy and hydroureteronephrosis
consistent with MUO on CT, ultrasound, magnetic reso-
nance, diuretic renography or retrograde urography. The
study interval was September 2010 through July 2011.
Covariates assessed included age, gender, type of under-
lying malignancy, laterality, level of obstruction, stent
length, prior ureteral stent or PCN placement, prior radi-
ation treatment, urine cultures, serum creatinine, pres-
ence of ileal conduit, and presence of visible tumor seen
invading the bladder at the time of stent placement.

All stents were placed in a retrograde fashion with
fluoroscopic guidance. No stents were placed anterograde
and no stent placement attempts were unsuccessful. Ure-
teral balloon dilation was not required for any case. Nine
different surgeons placed the stents. All stents had a 6Fr
diameter and length ranged from 20 to 28 cm. Following
retrograde urography the supplied outer sheath with in-
ner cannula was placed coaxially over a guidewire ad-
vanced to the level of the renal pelvis under fluoroscopy.
The guidewire and inner cannula were then removed, and
the stent was advanced through the sheath, using the
cannula as a pusher, until a proximal curl was observed
fluoroscopically in the renal pelvis. The sheath was then
withdrawn over the cannula such that the distal stent curl
was observed fluoroscopically in the bladder. Final fluo-
roscopy images were obtained to confirm proper stent
position before concluding the procedure. Postoperative
studies included serum creatinine with abdominal plain
films, CT or ultrasound at intervals determined by the
treating physician.

Stent failure was defined as unanticipated stent ex-
change or nephrostomy tube placement for signs or symp-
toms of recurrent ureteral obstruction (recurrent hy-
droureteronephrosis or increasing creatinine). Increased
creatinine without concomitant hydroureteronephrosis,
suggestive of intrinsic or prerenal disease, was not consid-
ered stent failure. Median followup duration was calcu-
lated with a reverse Kaplan-Meier estimator. Predictors of

time to stent failure were assessed using univariate Cox
regression. Three patients were identified with no fol-
lowup data after the initial stent insertion and were cen-
sored from this time to event analysis. Univariate analy-
ses were used for predictive calculations as the low number
of events precluded accurate multivariate regression model-
ing. All analyses were conducted using STATA® v.11 with a
2-sided alpha of 0.05.

RESULTS

A total of 37 stents were placed in 25 patients (18
men, 7 women). Twenty-one (56%) were placed for
GU malignancies, and 16 were placed for other ma-
lignancies including gastrointestinal (19%, 7 of 37),
gynecologic (16%, 6 of 37), lymphoma (3%, 1 of 37)
and other (5%, 2 of 37). Seven patients underwent
bilateral stent placement. Stents were placed as con-
version from traditional stents (49%, 18 of 37), as
the initial intervention for MUO (19%, 7 of 37), as
salvage interventions in patients in whom tradi-
tional stents had failed (19%, 7 of 37) or as replace-
ments in those with metallic stent failure (14%, 5 of
37). There were 21 (57%) patients with prior exter-
nal radiation therapy to the abdomen or pelvis.
Bladder invasion visualized on cystoscopy was pres-
ent in 4 patients (11%), all with prostate cancer.
Three patients died with a stent in place. An addi-
tional 3 patients were lost to followup (not seen at
our institution in the last 12 months) and, thus,
were censored from our outcome analyses.

After a median followup of 13 weeks 12 stents
(35%) had failed. Progressive hydroureteronephro-
sis (58%, 7 of 12) and increasing creatinine (50%, 6 of
12) were the most common signs of stent failure (not
mutually exclusive). Three failed stents (25%) had
migrated distally. None of the 6 stents placed for
proximal ureteral obstruction failed. No stents re-
quired removal for recurrent infection. Median time
to failure was 14 weeks from placement. The major-
ity of stent failures (75%, 9 of 12) were identified by
serum creatinine or imaging obtained during rou-
tine oncologic surveillance. Stent failures were
managed by placing an alternative ureteral stent
(17%, 2 of 12) or nephrostomy tube (17%, 2 of 12).
Two cases (17%) of stent migration with a mild in-
crease in creatinine were managed with observation
and 1 (8%) migrated stent associated with significant
hydronephrosis was managed with metallic stent re-
placement. Five failed metallic stents were managed
with removal and replacement with a second metallic
stent, and none of these replacements went on to fail
during the study period. Of the 9 patients without
discomfort at the time of stent failure, hydronephrosis
or renal failure stabilized in 4, improved in 3, wors-
ened in 1 or was not assessed in 1 after intervention.
One patient (3%, 1 of 37) progressed to a scheduled

metallic stent exchange during the study period.



METALLIC STENT OUTCOMES IN MALIGNANT URETERAL OBSTRUCTION 853
We next investigated possible predictors of clini-
cal outcome (see table). Because of the novel stent
material and design, we hypothesized that risk fac-
tors for failure identified for traditional stents, in-
cluding the presence of malignant bladder invasion,9

distal level of obstruction8 and increased serum cre-
atinine,1,8 would not impact the outcome of this me-
tallic device. Notably Cox regression analysis re-
vealed that patients with prostate cancer invading
the bladder at cystoscopy had a significantly in-
creased risk of failure (HR 6.50, 95% CI 1.45–29.20,
p � 0.015). Stent failure occurred in 1 patient with
an ileal conduit in concordance with previously re-
ported higher rates of metallic stent failure in this
population.16 XRT, which has been shown to predict
failure with metallic stents in 1 previous study,14

was not associated with a significant difference in
outcome in this series (p � 0.244).

Notably, subcapsular hematomas developed in 3
patients after metallic stent placement. All 3 pa-
tients had stents placed by a single surgeon, who
placed the majority of stents in this series. The
affected patients presented with similar findings of
persistent flank pain, mild anemia (mean decrease
in hemoglobin 1.8 gm) and absence of leukocytosis or
fever. A representative CT demonstrated a subcap-
sular hematoma of the right kidney, with the prox-
imal stent coil in the expected position in the renal
pelvis (fig. 1). Mean time to presentation for this
complication was 14 days after stent placement
(range 3 to 20). Each of these cases was managed
conservatively and none required transfusion or in-
tervention. All 3 cases improved on serial imaging.

DISCUSSION

Given the poor overall survival of patients with
MUO,4–6 the goals of intervention are to provide
durable urinary diversion in properly selected pa-
tients, with a minimum number of repeat interven-
tions and minimal impact on the quality of remaining
life. Diversion with PCN appeared to be associated
with lower rates of failure compared to internal ure-
teral stents in a single retrospective study of 148
patients with MUO.17 However, a survey of urolo-

Risk factors for stent failure in MUO

Hazard Ratio (95% CI) p Value

Bladder invasion 6.50 (1.45–29.20) 0.015
Prior XRT 2.20 (0.59–8.24) 0.244
Prior stent 3.72 (0.47–29.23) 0.212
Prior PCN 1.81 (0.49–6.73) 0.378
Age 1.02 (0.97–1.07) 0.432
GU vs nonGU Ca 1.35 (0.40–4.52) 0.629
Stent length 0.42 (0.53–3.25) 0.403

Ileal conduit 13.94 (0.26–154.02) 0.032
gists and medical oncologists indicated a preference
to manage most cases of MUO with internal stents,
citing concerns about PCN dislodgement and infec-
tion.18

Failure rates for traditional polyurethane based
stents in MUO range from approximately 35% to
45%.7–9 A failure rate of 43% (20 of 46 stents) for
extrinsic ureteral obstruction was first reported by
Docimo and Dewolf.7 Similar failure rates of 42% (58
of 138)1 and 36% (56 of 157)9 were reported in 2
larger retrospective series. In a prospective study of
stent placement in 92 patients with intrinsic ob-
struction or malignant external obstruction, the
MUO subset had significantly higher rates of failure
(44% vs 27%, p � 0.001).8 Taken together, these
findings underscore the need for novel therapeutic
approaches for MUO.

Since its first application,10 several recent studies
have characterized the outcomes of the metallic
stent retrospectively.11–15 Overall failure rates in
cohorts including MUO and nonMUO cases have
ranged widely from 7% to 66%.11–15 Of note, al-
though no prior studies have focused exclusively on
patients with MUO, this subset of patients was
found to have higher failure rates in 3 previous
series.11,14,15 Other series have demonstrated equiv-
alent13 or even improved outcomes12 in patients
with MUO.

To our knowledge this is the first series to specif-
ically analyze the outcomes of this device in MUO.
For this analysis our definition of failure was similar
to comparable studies,11–15 as unplanned stent ex-

Figure 1. CT obtained 14 days after metallic stent placement
reveals right subcapsular hematoma.
change or nephrostomy tube placement for signs or
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symptoms of recurrent ureteral obstruction (recur-
rent hydroureteronephrosis or increasing creati-
nine). In applying this standard to our cohort of 37
stents placed for MUO, a failure rate of 35% was
identified. The observation that median time to fail-
ure (14 weeks) was longer than the median followup
for subjects in whom stents did not fail (13 weeks)
suggests that the true failure rate for MUO may be
higher if confirmed with studies involving longer
followup.

Malignant invasion into the bladder noted on cys-
toscopy has been identified as a risk factor for failure
with traditional polyurethane stents.9 This suggests
that external compression or malignant stent in-
growth may predispose standard stents to higher
failure rates. In vitro studies have demonstrated
that the metallic stent can withstand a greater mag-
nitude of externally applied force compared to poly-
urethane stents.19 This stent was shown to main-
tain patent anterograde flow in a porcine model of
external ureteral compression in vivo.20 There-
fore, we hypothesized that malignant bladder inva-
sion would not increase the risk of clinical failure
with this stent. In this context our finding that pros-
tate cancer invading into the bladder does indeed
significantly increase the risk of metallic stent fail-
ure in MUO is highly significant. The prior observa-
tion that this stent functions primarily by mediating
extraluminal flow20 suggests that an obliterative
process at the level of the ureteral orifice or trigone,
rather than malignant stent ingrowth, may serve as
the mechanism of failure in these patients. Our find-
ings suggest that patients with malignant bladder
invasion are best treated with external PCN drain-
age.

XRT was associated with higher failure rates
with metallic stents in 1 prior series.14 In contrast,
another study reported no difference in stent out-
comes between XRT and nonXRT cases.11 XRT did
not appear to predict outcome in our series. Some
authors have suggested impaired ureteral peristal-
sis secondary to fibrosis as a mechanism contribut-
ing to stent failure after XRT.14 This phenomenon
may be dependent on timing and dose of XRT, nei-
ther of which were measured in ours or prior stud-
ies.

We have provided the first description of subcap-
sular hematoma formation following the placement
of these stents in 3 patients. These patients did not
have diagnosed coagulopathies and only 1 was
receiving systemic anticoagulation perioperatively
(325 mg aspirin daily). A Sensor™ PTFE-Nitinol
Guidewire was used to place 2 of these stents, and
an Amplatz Super Stiff™ guidewire was used in 1
patient. Neither guidewire perforation nor contrast
extravasation was noted at stent placement. We be-

lieve that hematoma formation may be related to
excessive length of the inner cannula relative to the
outer sheath in the supplied introducer system. A
radiopaque marker is located at the distal end of this
outer sheath. Thus, when the radiopaque marker of
this introducer system is advanced to the renal pel-
vis, it is likely that the inner cannula projects fur-
ther into the renal tissue. To avoid this complication
we now routinely cut off the distal tip of the inner
cannula to the same level as the open-ended sheath
before advancing the introducer system over a guide-
wire (fig. 2).

Despite the high cost of the stent itself, a recent
analysis in a series of 13 patients with chronic be-
nign obstruction reported an overall decrease in
health care cost with this device compared to tradi-
tional stents during a 1-year period due to the de-
creased number of operative procedures required to
exchange the stents in the Resonance group.21 How-
ever, the 35% failure rate requiring additional inter-
ventions in our series suggests that decreased oper-
ative cost savings may not be maintained in patients
with MUO. In addition, patients in whom a subcap-
sular hematoma developed required an average of 4
followup imaging tests per patient, with an esti-
mated cost of $1,500 (2011 Medicare payments in
North Carolina were $209 for noncontrast CT, $415
for CT with/without contrast, $174 for lasix renal
scan). Although failed stents remained patent for a
median of 14 weeks before failure, taken together,
our findings call into question the overall cost-effec-
tiveness of this device for MUO.

This study has the limitations inherent to all
retrospective, single institution studies. In addition,
due to the novelty of this device, the high rate of
death in MUO and the number of patients lost to

Figure 2. Metallic stent introducer system may be modified by

cutting distal tip closer to radiopaque marker.
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followup at our center, the sample size of our series
was small and underpowered for multivariate mod-
eling. However, this series of 37 stents is similar in
size to most series recently published on this de-
vice,11,12,14,15 and the first to focus exclusively on
MUO. In addition, it would be interesting to assess
the impact of the metallic stent on health related
quality of life in patients with MUO in a prospective
trial setting.

CONCLUSIONS

The present study identified a 35% rate of failure in
patients with MUO treated with a metallic ureteral

stent. This outcome is comparable to the 35% to 45%
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