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IMPORTANCE Uncorrected refractive error is the most common cause of vision impairment in
children. Most children 12 years or older can achieve visual acuity (VA) of 20/25 or better by
self-refraction using adjustable-focus spectacles, but data on younger children are lacking.

OBJECTIVE To assess refractive accuracy, corrected VA, and factors associated with not
achieving VA of 20/25 or better among children aged 5 to 11 years performing self-refraction
with Adspecs adjustable-focus spectacles (Adaptive Eyecare), compared with noncycloplegic
autorefraction and cycloplegic refraction.

DESIGN, SETTING, AND PARTICIPANTS This was a cross-sectional noninferiority trial conducted
from September 2, 2015, to December 14, 2017. The study setting was an academic pediatric
eye clinic. Children aged 5 to 11 years with uncorrected VA of 20/40 or worse in 1 or both eyes
and without systemic or ocular conditions preventing best-corrected VA of 20/25 or better
were enrolled. Children who had best-corrected VA worse than 20/25 were excluded. Study
data were analyzed from September 2017 to June 2023.

EXPOSURES Children were taught to self-refract with adjustable-focus spectacles.

MAIN OUTCOMES AND MEASURES Spherical equivalent refractive error (using self-refraction,
noncycloplegic autorefraction, and cycloplegic refraction) and VA (uncorrected and using
self-refraction, noncycloplegic autorefraction, and cycloplegic refraction) for study eyes were
evaluated. Potential predictors of failure to achieve VA of 20/25 or better with self-refraction
were assessed using logistic regression.

RESULTS A total of 127 consecutive children were enrolled. After exclusions, 112 children
(median [IQR] age, 9.0 [8.0-10.3] years; 52 boys [46.4%]) were included in the study. Mean
(SD) spherical equivalent refractive power was −2.00 (1.52) diopters (D) for self-refraction,
−2.32 (1.43) D for noncycloplegic autorefraction, and −1.67 (1.49) D for cycloplegic refraction.
Mean (SD) difference in refractive power between self-refraction and noncycloplegic
autorefraction was 0.32 (1.11) D (97.5% 1-sided CI, 0.11 to � D; P < .001) and between
self-refraction and cycloplegic refraction was −0.33 (1.15) D (97.5% 1-sided CI, −0.54 to � D;
P = .77). The proportion of children with corrected VA of 20/25 or better was 79.5% (89 of
112) with self-refraction, 85.7% (96 of 112) with noncycloplegic autorefraction, and 79.5% (89
of 112) with cycloplegic refraction (self-refraction vs noncycloplegic autorefraction: McNemar
P value = .27; self-refraction vs cycloplegic refraction: McNemar P value > .99). Those failing
to achieve best-corrected VA of 20/25 or better with self-refraction had higher astigmatism
(odds ratio [OR], 10.6; 95% CI, 3.1-36.4; P < .001) and younger age (OR, 1.5; 95% CI, 1.1-2.2;
P = .02).

CONCLUSIONS AND RELEVANCE Self-refraction among children aged 5 to 11 years may result in
more myopic power than cycloplegic refraction but not necessarily to a clinically relevant
degree. Although the proportion of children achieving VA of 20/25 or better with
self-refraction using adjustable-focus spectacles did not differ from cycloplegic refraction, it
was less likely among younger children and those with higher astigmatism.
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U ncorrected refractive error is the most common cause
of vision impairment in children, accounting for 12.8
million visually impaired children globally aged 5 to 15

years.1,2 In children, correction of refractive error substantially
improves scholastic performance.3-7 Although vision impair-
ment due to refractive error is easily and safely treatable with
optical correction, limited global capacity for vision screening
and refractive correction remains an important barrier.1

Self-refraction with adjustable-focus spectacles provides
a potentially cost-effective solution to uncorrected refractive
error.8 A variety of different devices for self-refraction use 2
main optical designs: (1) the Alvarez design that involves 2
lenses being slid across one another to alter the lens power (eg,
Adlens [Eyejusters 2015] and FocusSpecs [Focus-on-Vision])
and (2) a fluid-filled design (eg, Adspecs [Adaptive Eyecare])
adjustable-focus spectacles. Although the refractive and vi-
sual outcomes of self-refraction with adjustable-focus spec-
tacles are comparable with noncycloplegic autorefraction and
cycloplegic refraction in children 12 years and older,2,8-10 their
use has not been evaluated in children younger than 12 years.

The purpose of the current study was to assess the refrac-
tive accuracy, corrected visual acuity (VA), and factors asso-
ciated with not achieving corrected VA of 20/25 or better among
children aged 5 to 11 years performing self-refraction with ad-
justable-focus spectacles, compared with noncycloplegic au-
torefraction and cycloplegic refraction.

Methods
This prospective, cross-sectional, noninferiority study was ap-
proved by the Duke University Health System institutional re-
view board and adhered to the tenets of the Declaration of
Helsinki. Informed written consent was obtained from at least
1 parent/legal guardian for each participant. A $25 check was
mailed to participants/guardians to compensate them for their
time. This study followed the Consolidated Standards of
Reporting Trials (CONSORT) reporting guidelines.

Eligibility Criteria
We recruited consecutive participants aged 5 to 11 years, re-
gardless of race and ethnicity self-reported by the parent/
legal guardian, presenting to a pediatric eye clinic at Duke Uni-
versity from September 2, 2015, to December 14, 2017. Eligible
children were scheduled to undergo a comprehensive eye ex-
amination including dilation of pupils in both eyes, had Eng-
lish as their preferred language, were capable of following in-
structions, and had uncorrected VA (UCVA) of 20/40 or worse
in 1 or both eyes. Children were excluded if they had a sys-
temic or ocular condition preventing them from achieving
best-corrected VA of 20/25 or better in at least 1 eye with UCVA
of 20/40 or worse (Figure). In order to allow comparison with
other self-refraction studies, we collected self-reported race
and ethnicity from the parent/legal guardian using the follow-
ing categories: Asian, Black or African American, Hispanic/
Latino(a), Native American or Alaska Native, Native Hawai-
ian or Other Pacific Islander, non-Hispanic White, and other/
prefer not to answer.

Overall Study Flow
Per normal clinic routine, noncycloplegic autorefraction and
assessment of UCVA in each eye were performed by clinic
personnel. For children fulfilling eligibility criteria and with
consenting parents/legal guardians, UCVA was confirmed by
study personnel using the study protocol. If inclusion crite-
ria were met, written informed consent was obtained from a
parent/legal guardian. After instruction, study participants
self-refracted twice with adjustable-focus spectacles. Cor-
rected VA was assessed separately for the refraction derived
from noncycloplegic autorefraction (in a trial frame) and the
second self-refraction trial (in the adjustable-focus spec-
tacles), with VA assessment order determined by balanced-
block randomization (block size of 10 with 15 total blocks).
As part of their routine clinical examination, participants
were administered 2 sets of a locally compounded mixture
of cyclopentolate, 1%, and phenylephrine, 2.5%, eye drops
at 5-minute intervals. A third eye drop was given if the
pupillary reflex was still present after 15 minutes. At least 30
minutes after the first set of eye drops, cycloplegic refrac-
tion, via retinoscopy or subjective cycloplegic refraction, if
possible, was performed by a pediatric optometrist (N.L.C.,
Y.M.P.) or ophthalmologist (S.F.F., S.G.P.), masked to the
results of self-refraction. The cycloplegic refraction was
placed in a trial frame, and VA was assessed separately for
each eye.

VA Assessment
VA was assessed at 3 m using the electronic VA (EVA) system
(M&S Technologies), consisting of a Latitude E5540 laptop
computer (Dell) connected to an iPod Touch 16GB, model A1574
(Apple). Children younger than 7 years were tested using the
Amblyopia Treatment Study (ATS) electronic protocol, and
those 7 years or older were tested using the Early Treatment
Diabetic Retinopathy Study (ETDRS) protocol.11,12 During VA
assessment, study personnel directed participants to main-
tain a neutral head position and avoid squinting. Right eyes
were tested first, and the nontest eye was occluded with an
adhesive patch. All VA assessments were performed before cy-
cloplegia, except for VA assessment performed with cyclople-
gic refraction correction.

Key Points
Question Does self-refraction by children aged 5 to 11 years with
adjustable-focus spectacles provide accurate refractive power and
good vision compared with cycloplegic refraction?

Findings In this cross-sectional noninferiority study of 112
children, self-refraction resulted in more myopic power compared
with cycloplegic refraction, but there was no difference in the
proportion of children with corrected visual acuity of 20/25 or
better between self-refraction and cycloplegic refraction.

Meaning Results suggest that self-refraction using
adjustable-focus spectacles in children may result in overminusing
compared with cycloplegic refraction but still may achieve good
vison and help address uncorrected refractive error in
under-resourced areas.

Research Original Investigation Refractive Accuracy and Visual Outcome by Self-Refraction Using Adjustable-Focus Spectacles in Young Children

E2 JAMA Ophthalmology Published online August 24, 2023 (Reprinted) jamaophthalmology.com

© 2023 American Medical Association. All rights reserved.

Downloaded From: https://jamanetwork.com/ by a Duke Medical Center Library User  on 08/31/2023

http://www.equator-network.org/reporting-guidelines/consort/
http://www.jamaophthalmology.com?utm_campaign=articlePDF%26utm_medium=articlePDFlink%26utm_source=articlePDF%26utm_content=jamaophthalmol.2023.3508


Lensometry and Autorefraction
An LM-101 lensometer (Marco Ophthalmic) was used to mea-
sure the power of the current spectacle correction (if worn) and
of the adjustable-focus spectacles to the nearest 0.25 diopter
(D) for sphere and cylinder values, if applicable, and within 1°
for axis. Using an RM-8800 autorefractor (Topcon) with mea-
surement step size of 0.25 D for spherical and cylindrical power,
5 measurements per eye were taken and the mean recorded.
Calibration of the autorefractor was performed daily with a
manufacturer-provided device.

Self-Refraction With Adjustable-Focus Spectacles
The Adspecs fluid-filled design adjustable-focus spectacles con-
tain 2 lenses, consisting of 2 sealed membranes secured by a
frame and filled with a liquid of refractive index 1.579. The front
and rear faces of each deformable lens were protected by a rigid
plastic cover, and the optical power of each lens was deter-
mined by the curvature of its surfaces, controlled indepen-
dently by varying the volume of liquid in each lens through a
user-controlled pump. The adjustable-focus spectacles used in
this study had a spherical range between −6.50 D to +1.50 D. Be-
fore each self-refraction, lens power was set to 0, and the par-
ticipant’s left eye was occluded with an adhesive patch. For
the first self-refraction, a medical student (L.Z., D.N., M.C.W.)
began by instructing the participant to focus on an age-
appropriate paper vision chart, either HOTV (<7 years) or ETDRS
(≥7 years) (Precision Vision), at a distance of 3 m (no mirror was
used) and slowly turn the dial on the syringe in a counter-
clockwise direction, creating a minus-power lens, until the let-
ters were as clear as possible. The participant then turned the
dial in a clockwise direction, reducing minus power, until the
smallest visible line began to blur, and lastly made small ad-
justments to optimize subjective visual clarity. The process was
repeated for the left eye with the right eye occluded. The power
of each lens was measured with lensometry and recorded. Each
lens power was then reset to 0, and a second self-refraction was
performed for each eye, with the power from the second self-
refraction used to assess VA. Parents/legal guardians did not par-
ticipate in the self-refraction process.

Sample Size Calculation
Based on estimates of the differences in refractive power be-
tween self-refraction, noncycloplegic autorefraction, and cy-
cloplegic refraction from previous studies using Adspecs fluid-
filled design adjustable-focus spectacles in older children,2,9

we calculated a sample size of 115 with a noninferiority mar-
gin of −0.25 D, an SD of 1 with a 1-sided α of 0.05, and a
power of 80%, allowing for a dropout rate of 15%.2,9

Statistical Analyses
All data were entered into Microsoft Access, version 14.0
(Microsoft) and verified against participant data forms. Data
analyses were performed using R, version 3.6.1 (R Foundation
for Statistical Computing). Refractive power was expressed as
spherical equivalent (sphere + 0.5 cylinder) for data analyses.
Better- and worse-seeing eyes were defined as the eyes with the
better and worse UCVA, respectively. The eye with better UCVA
was designated as the study eye, except when UCVA was

better than 20/40 in the better-seeing eye, in which case the
worse-seeing eye was designated the study eye. Data analyses
were performed on study eyes. A post hoc Bonferroni adjust-
ment was made to adjust for multiple comparisons (P = .025).

Differences in refractive power were compared between self-
refraction, noncycloplegic autorefraction, and cycloplegic re-
fraction. The refractive powers from the first and second self-
refraction were compared using Bland-Altman plots. All
remaining data analyses used the second self-refraction when
evaluating self-refraction. One-sided noninferiority paired t tests
(with 97.5% CIs) were used to compare differences in refrac-
tive power between refractive methods (ie, between self-
refraction and noncycloplegic autorefraction and between

Figure. Flow Diagram of Preconsent Screening, Enrollment,
and Study Procedures
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self-refraction and cycloplegic refraction) using a prespecified
noninferiority margin of −0.25 D. The association between the
difference in refractive power between refraction methods (ie,
between self-refraction and noncycloplegic autorefraction and
between self-refraction and cycloplegic refraction) and age was
examined using Spearman rank correlation test. The associa-
tion between the difference in refractive power between refrac-
tion methods (ie, between self-refraction and noncycloplegic
autorefraction and between self-refraction and cycloplegic re-
fraction) and refractive power of cycloplegic refraction was
evaluated using the Pearson correlation test.

The distribution of participant VA was examined, and the
proportion of participants with VA of 20/25 or better and with
VA of 20/32 or better was calculated for self-refraction, non-
cycloplegic autorefraction, and cycloplegic refraction. The pro-
portion of individuals with corrected VA of 20/25 or better be-
tween self-refraction and noncycloplegic autorefraction and
between self-refraction and cycloplegic refraction was com-
pared using McNemar tests.

Differences in mean corrected VA between self-
refraction, noncycloplegic autorefraction, and cycloplegic
refraction were compared using 2-sided paired t tests. The as-
sociation between the difference in corrected VA between re-
fraction methods (ie, between self-refraction and noncyclople-
gic autorefraction and between self-refraction and cycloplegic
refraction) and both age and refractive power of cycloplegic
refraction was examined using the Spearman rank correla-
tion test.

Among study eyes, multiple logistic regression was used
to assess the association between failure to achieve VA of 20/25
or better with self-refraction and age, sex, current spectacle
wear, and spherical and cylindrical power by cycloplegic re-
fraction. Study data were analyzed from September 2017 to
June 2023.

Results
Among 127 enrolled children, 15 (11.8%) were excluded: 1 (0.8%)
withdrew from the study, 1 (0.8%) had UCVA better than 20/40
bilaterally, 1 (0.8%) was determined by an ophthalmologist not
to have a vision deficit, and 12 (9.5%) did not have VA correct-
able to 20/25 or better by any refraction method.

Of 112 children included in the study, median (IQR) age was
9.0 (8.0-10.3) years, 52 were boys (46.4%), 60 were girls
(53.6%), and self-reported race and ethnicity from the parent/
legal guardian were 18 Asian (16.1%), 45 Black or African Ameri-
can (40.2%), 10 Hispanic/Latino(a) (8.9%), 36 non-Hispanic
White (32.1%), and 3 other/prefer not to answer (2.7%). A total
of 37 children (33.0%) currently wore spectacles (eTable in
Supplement 1). Median (IQR) UCVA for study eyes, better-
seeing eyes, and worse-seeing eyes were 0.5 (0.4-0.7), 0.4 (0.2-
0.6), and 0.6 (0.4-0.8) logMAR, respectively (Table 1).

The refractive powers from the first and second self-
refraction were compared using Bland-Altman plots. The mean
difference (limits of agreement) in refractive power between
the first and second self-refraction was 0.08 D (−1.81 to 1.97
D) (eFigure in Supplement 1).

The mean (SD) spherical equivalent refractive power was
−2.08 (1.69) D for the first self-refraction, −2.00 (1.52) D for the
second self-refraction, −2.32 (1.43) D for noncycloplegic au-
torefraction, and −1.67 (1.49) D for cycloplegic refraction
(Table 2). Refractive power obtained from the second self-
refraction was noninferior to that of noncycloplegic autore-
fraction (mean [SD] difference, 0.32 [1.11] D; 97.5% 1-sided CI,
0.11 to �; P < .001) but was inferior and more myopic com-
pared with cycloplegic refraction (mean [SD] difference, −0.33
[1.15] D; 97.5% 1-sided CI, −0.54 to �; P = .77) (Table 3). Spear-
man rank correlation test found no evidence of a definitive as-
sociation between age and either difference in refractive power
between the self-refraction and noncycloplegic autorefrac-
tion (ρ = 0.07; P = .48) or difference in refractive power be-
tween self-refraction and cycloplegic refraction (ρ = 0.16;
P = .09). Pearson correlation test found no evidence of a de-
finitive association between the refractive power of cyclople-
gic refraction and the mean difference in refractive power be-
tween self-refraction and noncycloplegic autorefraction
(ρ = −0.17; P = .07) but did find a negative association be-
tween the refractive power of cycloplegic refraction and mean
difference in refractive power between self-refraction and
cycloplegic refraction (ρ = −0.36; P < .001).

The proportion of children with corrected VA of 20/25 or
better was 79.5% (89 of 112) with self-refraction, 85.7% (96 of
112) with noncycloplegic autorefraction, and 79.5% (89 of 112)
with cycloplegic refraction (self-refraction vs noncycloplegic
autorefraction: McNemar P value = .27; self-refraction vs cy-
cloplegic refraction: McNemar P value > .99) (Table 1). The pro-
portion of children with corrected VA of 20/32 or better was
93.8% (105 of 112) with self-refraction, 96.4% (108 of 112) with
noncycloplegic autorefraction, and 94.6% (106 of 112) with
cycloplegic refraction (Table 1).

Mean (SD) corrected VA was 0.07 (0.13) logMAR for self-
refraction, 0.05 (0.11) logMAR for noncycloplegic autorefrac-
tion, and 0.07 (0.11) logMAR for cycloplegic refraction (Table 1).
Mean corrected VA did not differ between self-refraction and
noncycloplegic autorefraction (mean difference, 0.02 log-
MAR; 95% CI, −0.005 to 0.044; P = .11) or between self-
refraction and cycloplegic refraction (mean difference, 0.002
logMAR; 95% CI −0.023 to 0.027; P = .89). Spearman rank cor-
relation test found no evidence of a definitive association be-
tween age and either mean difference in corrected VA be-
tween self-refraction and noncycloplegic autorefraction
(ρ = −0.040; P = .68) or mean difference in corrected VA be-
tween self-refraction and cycloplegic refraction (ρ = −0.032;
P = .74). Spearman rank correlation test found no evidence of
a definitive association between refractive power of cyclople-
gic refraction and mean difference in corrected VA between
self-refraction and noncycloplegic autorefraction (ρ = −0.052;
P = .59) or mean difference in corrected VA between self-
refraction and cycloplegic refraction (ρ = −0.034; P = .73).

Among study eyes, 20.5% (23 of 112) failed to achieve cor-
rected VA of 20/25 or better with self-refraction. In univariate
logistic regression models, younger age (odds ratio [OR], 1.5;
95% CI, 1.1-2.0; P = .006), greater spherical equivalent (OR, 1.6;
95% CI, 1.1-2.3; P = .02), and higher astigmatic power (OR, 9.3;
95% CI, 3.1-28.2; P < .001) were associated with a failure to
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Table 2. Distribution of Spherical Equivalent Refractive Power of Study Eyes and Better- and Worse-Seeing Eyes by Various Refraction Methods

Spherical
equivalent
(SE)

No. (%)

Study eyes (n = 112)a Better-seeing eyes (n = 112)b Worse-seeing eyes (n = 112)c

1st SR 2nd SR NCARd CR 1st SR 2nd SR NCAR CR 1st SR 2nd SR NCAR CR
−7< SE ≤−6 4 (3.6) 4 (3.6) 3 (2.7) 1 (0.9) 4 (3.6) 4 (3.6) 3 (2.7) 1 (0.9) 4 (3.6) 2 (1.8) 1 (0.9) 0 (0)

−6< SE ≤−5 4 (3.6) 4 (3.6) 3 (2.7) 3 (2.7) 3 (2.7) 5 (4.5) 3 (2.7) 3 (2.7) 9 (8.0) 8 (7.1) 6 (5.4) 4 (3.6)

−5< SE ≤−4 10 (8.9) 4 (3.6) 7 (6.3) 3 (2.7) 10 (8.9) 4 (3.6) 6 (5.4) 3 (2.7) 5 (4.5) 8 (7.1) 10 (8.9) 4 (3.6)

−4< SE ≤−3 16 (14.3) 13 (11.6) 13 (11.6) 8 (7.1) 18 (16.1) 12 (10.7) 12 (10.7) 6 (5.4) 11 (9.8) 13 (11.6) 12 (10.7) 12 (10.7)

−3< SE ≤−2 26 (23.2) 30 (26.8) 41 (36.6) 20 (17.9) 17 (15.2) 22 (19.6) 34 (30.4) 18 (16.1) 32 (28.6) 30 (26.8) 41 (36.6) 21 (18.8)

−2< SE ≤−1 32 (28.6) 39 (34.8) 38 (33.9) 64 (57.1) 32 (28.6) 39 (34.8) 38 (33.9) 57 (50.9) 32 (28.6) 35 (31.3) 35 (31.3) 56 (50.0)

−1< SE ≤0 14 (12.5) 15 (13.4) 4 (3.6) 8 (7.1) 22 (19.6) 25 (22.3) 11 (9.8) 18 (16.1) 13 (11.6) 12 (10.7) 5 (4.5) 10 (8.9)

0< SE ≤1 4 (3.6) 1 (0.9) 1 (0.9) 1 (0.9) 5 (4.5) 1 (0.9) 3 (2.7) 2 (1.8) 4 (3.6) 2 (1.8) 0 1 (0.9)

1< SE ≤2 1 (0.9) 1 (0.9) 0 2 (1.8) 1 (0.9) 0 0 2 (1.8) 1 (0.9) 1 (0.9) 0 2 (1.8)

2< SE ≤3 0 1 (0.9) 1 (0.9) 0 0 0 2 (1.8) 0 0 1 (0.9) 1 (0.9) 0

3< SE ≤4 1 (0.9) 0 1 (0.9) 1 (0.9) 0 0 0 1 (0.9) 1 (0.9) 0 1 (0.9) 1 (0.9)

4 < SE 0 0 0 1 (0.9) 0 0 0 1 (0.9) 0 0 0 1 (0.9)

Median (IQR) −2.00
(3.00 to
−1.00)

−1.63
(−2.52 to
−1.00)

−2.25
(−2.75 to
−1.63)

−1.50
(−2.13 to
−1.00)

−1.50
(−3.00 to
−0.98)

−1.50
(−2.50 to
−1.00)

−2.00
(−2.66 to
−1.38)

−1.38
(−2.00 to
−1.00)

−2.00
(−3.00 to
−1.00)

−2.00
(−3.10 to
−1.00)

−2.25
(−3.00 to
−1.63)

−1.50
(−2.30 to
−1.10)

Mean (SD) −2.08
(1.69)

−2.00
(1.52)

−2.32
(1.43)

−1.67
(1.49)

−1.97
(1.67)

−1.89
(1.55)

−2.12
(1.49)

−1.50
(1.54)

−2.14
(1.74)

−2.15
(1.56)

−2.44
(1.46)

−1.76
(1.54)

Abbreviations: CR, cycloplegic refraction; NCAR, noncycloplegic autorefraction;
SR, self-refraction.
a Study eye is the eye with better uncorrected VA, except when the

uncorrected visual acuity is better than 20/40 in the better eye, in which case
the worse eye was designated as the study eye.

b Better-seeing eye is the eye of the study participant with better uncorrected VA.

c Worse-seeing eye is the eye of the study participant with worse uncorrected
VA.

d NCAR is the mean of 5 measurements taken with an RM-8800 autorefractor
(Topcon).

Table 1. Distribution of Visual Acuity Without Correction and With Various Refraction Methods, Grouped by Study Eye
and by Better- and Worse-Seeing Eyes

VA logMAR
(Snellen)

No. (%)

Study eyes (n = 112)a Better-seeing eyes (n = 112)b Worse-seeing eyes (n = 112)c

UCVA VA by SR
VA by
NCARd VA by CR UCVA VA by SR

VA by
NCAR VA by CR UCVA VA by SR

VA by
NCAR VA by CR

≥−0.1
(≥20/16)

0 15 (13.4) 15 (13.4) 11 (9.8) 1 (0.9) 14 (12.5) 15 (13.4) 8 (7.1) 0 13 (11.6) 13 (11.6) 14 (12.5)

0.0 (20/20) 0 41 (36.6) 49 (43.8) 47 (42.0) 6 (5.4) 43 (39.4) 53 (47.3) 45 (40.2) 0 39 (34.8) 48 (42.9) 41 (36.6)

0.1 (20/25) 0 33 (29.5) 32 (28.6) 31 (27.7) 8 (7.1) 34 (30.4) 31 (27.9) 33 (29.5) 0 41 (36.6) 35 (31.3) 38 (33.9)

0.2 (20/32) 0 16 (14.3) 12 (10.7) 17 (15.2) 20 (17.9) 18 (16.1) 8 (7.1) 19 (17.0) 0 9 (8.0) 13 (11.6) 12 (10.7)

0.3 (20/40) 28 (25.0) 2 (1.8) 2 (1.8) 4 (3.6) 15 (13.4) 2 (1.8) 3 (2.7) 5 (4.5) 15 (13.4) 3 (2.7) 2 (1.8) 3 (2.7)

0.4 (20/50) 23 (20.5) 4 (3.6) 0 1 (0.9) 16 (14.3) 0 0 1 (0.9) 19 (17.0) 6 (5.4) 1 (0.9) 2 (1.8)

0.5 (20/63) 21 (18.8) 0 2 (1.8) 0 13 (11.6) 0 2 (1.8) 0 21 (18.8) 1 (0.9) 0 1 (0.9)

0.6 (20/80) 9 (8.0) 1 (0.9) 0 1 (0.9) 9 (8.0) 1 (0.9) 0 1 (0.9) 12 (10.7) 0 0 0

0.7 (20/100) 11 (9.8) 0 0 0 8 (7.1) 0 0 0 15 (13.4) 0 0 1 (0.9)

0.8 (20/125) 7 (6.3) 0 0 0 6 (5.4) 0 0 0 9 (8.0) 0 0 0

0.9 (20/160) 5 (4.5) 0 0 0 3 (2.7) 0 0 0 6 (5.4) 0 0 0

1.0 (20/200) 1 (0.9) 0 0 0 1 (0.9) 0 0 0 4 (3.6) 0 0 0

1.1 (20/250) 5 (4.5) 0 0 0 4 (3.6) 0 0 0 5 (4.5) 0 0 0

1.2 (20/320) 1 (0.9) 0 0 0 1 (0.9) 0 0 0 2 (1.8) 0 0 0

≤1.3
(≤20/400)

1 (0.9) 0 0 0 1 (0.9) 0 0 0 4 (3.6) 0 0 0

logMAR,
median (IQR)
[Snellen]

0.5
(0.4-0.7)
[20/63]

0.05
(0-0.1)
[20/22.5]

0
(0-0.1)
[20/20]

0
(0-0.1)
[20/20]

0.4
(0.2-0.6)
[20/50]

0
(0-0.1)
[20/20]

0
(0-0.1)
[20/20]

0.1
(0-0.1)
[20/25]

0.6
(0.4-0.8)
[20/80]

0.1
(0-0.1)
[20/25]

0
(0-0.1)
[20/20]

0.1
(0-0.1)
[20/25]

logMAR value,
mean (SD)

0.54
(0.25)

0.070
(0.13)

0.050
(0.11)

0.068
(0.11)

0.43
(0.30)

0.061
(0.11)

0.045
(0.11)

0.079
(0.11)

0.63
(0.28)

0.074
(0.13)

0.051
(0.098)

0.069
(0.13)

Abbreviations: CR, cycloplegic refraction; NCAR, noncycloplegic autorefraction;
SR, self-refraction; UCVA, uncorrected visual acuity; VA, visual acuity.
a Study eye is the eye with better uncorrected VA, except when the

uncorrected visual acuity is better than 20/40 in the better eye, in which case
the worse eye was designated as the study eye.

b Better-seeing eye is the eye of the study participant with better uncorrected VA.

c Worse-seeing eye is the eye of the study participant with worse uncorrected
VA.

d NCAR is the mean of 5 measurements taken with an RM-8800 autorefractor
(Topcon).
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achieve corrected VA of 20/25 or better with self-refraction. In
the multivariate model, only younger age (OR, 1.5; 95% CI, 1.1-
2.2; P = .02) and higher astigmatic power (OR, 10.6; 95% CI,
3.1-36.4; P < .001) were associated with a failure to achieve cor-
rected VA of 20/25 or better with self-refraction (Table 4).

Discussion
Compared with noncycloplegic autorefraction, we found self-
refraction using fluid-filled design adjustable-focus spec-
tacles to be noninferior and more hyperopic (mean differ-
ence, 0.32 D) among children aged 5 to 11 years. In contrast, a
study among older children (12-17 years) in rural and urban
Ghana using Alvarez design adjustable-focus spectacles found
a significant myopic difference between self-refraction and
noncycloplegic autorefraction (mean difference, −0.24 to −0.26
D).10 We did not find a definitive association between the mean
difference in refractive power between self-refraction and

noncycloplegic autorefraction and either age or refractive
power of cycloplegic refraction.

Consistent with previous self-refraction studies, we
found a tendency toward greater myopic power, although no
definitive difference, with self-refraction compared with
cycloplegic refraction among children aged 5 to 11 years,
likely due to noncycloplegic accommodation.13,14 The mean
dioptric power inaccuracy reported in prior studies with
older children (12-17 years) was −0.22 to −0.44 D, similar to
what we observed among 5 to 11 year olds (−0.33 D).8,10 We
did not find a definitive association between difference in
refractive power between self-refraction and cycloplegic
refraction and age (ie, no increased tendency to overminus
with younger age). We found a negative association between
the refractive power of the cycloplegic refraction and the
mean difference in refractive power between self-refraction
and cycloplegic refraction that suggests a tendency to over-
minus with decreasing myopia/increasing hyperopia. Similar
observations have been made in prior studies with self-
refraction among individuals with hyperopia,9,15 likely due
to the greater tendency to accommodate among those with
hyperopia, especially without cycloplegia.16 Based on the
existing literature,17 we believe that clinically meaningful
sequelae such as headaches would be unlikely due to the
myopic difference observed in this age group.

In prior studies using fluid-filled design adjustable-focus
spectacles in rural and urban China, children aged 12 to 18 years
achieved corrected VA of 20/25 or better in better-seeing eyes
by self-refraction in 92% to 97% of cases.2,9 In prior studies
using Alvarez design adjustable-focus spectacles in rural and
urban Ghana, children aged 12 to 17 years achieved corrected
VA of 20/25 or better in 81.6% to 92.6% of better-seeing/right
eyes.8,10 In the current study using fluid-filled design adjust-
able-focus spectacles in a younger population of children (5-11
years), we found corrected VA of 20/25 or better in 79.5% of
study eyes and 20/32 or better in 93.8% of study eyes. We did
not find a statistically significant difference in the proportion
of the children who achieved corrected VA of 20/25 or better
by self-refraction compared with either noncycloplegic
autorefraction or cycloplegic refraction.

We found that failure to attain corrected VA of 20/25 or bet-
ter by self-refraction in children aged 5 to 11 years was associ-
ated with higher astigmatic power (OR, 10.6; 95% CI, 3.1-
36.4; P < .001) and younger age (OR, 1.5; 95% CI, 1.1-2.2;
P = .02). The association with higher astigmatic power is con-
sistent with prior self-refraction studies in urban (OR, 2.43; 95%
CI, 1.80-3.28; P < .001) and rural (OR, 14.1; 95% CI, 3.33-59.3;
P < .001) Chinese children.2,9 To our knowledge, all currently
available adjustable-focus spectacle technologies provide
spherical but not cylindrical correction. Our findings with re-
spect to age contrasted with a study in Ghana, which found
greater likelihood of poor self-refracted vision outcomes with
increasing age, albeit among older children (12-15 years).8 Pre-
vious studies of self-refraction in children found that in-
creased hyperopic and myopic power were associated with fail-
ure to achieve corrected VA of 20/25 or better,2,8,9 consistent
with the results of our univariate, but not multivariate, analy-
sis. We suspect that the higher proportion of children in other

Table 3. Distribution of Difference in Spherical Equivalent Refractive
Power Between the Second Self-Refraction and Noncycloplegic
Autorefraction and Between the Second Self-Refraction
and Cycloplegic Refraction in Study Eyesa

Spherical equivalent

No. (%)
Second
self-refraction vs
noncycloplegic
autorefraction

Second
self-refraction vs
cycloplegic
refraction

<−2.0 D 3 (2.7) 11 (9.8)

<−1.75 D to −2.00 D 1 (0.9) 2 (1.8)

<−1.50 D to −1.75 D 0 (0) 1 (0.9)

<−1.25 D to −1.50 D 7 (6.2) 0 (0)

<−1.00 D to −1.25 D 1 (0.9) 6 (5.4)

<−0.75 D to −1.00 D 6 (5.4) 6 (5.4)

<−0.50 D to −0.75 D 2 (1.8) 4 (3.6)

<−0.25 D to −0.50 D 7 (6.2) 15 (13.4)

<0 D to ≤−0.25 D 7 (6.2) 15 (13.4)

No difference 6 (5.4) 7 (6.2)

>0 D to 0.25 D 10 (8.9) 9 (8)

>0.25 D to 0.50 D 10 (8.9) 16 (14.3)

>0.50 D to 0.75 D 13 (11.6) 9 (8)

>0.75 D to 1.00 D 13 (11.6) 4 (3.6)

>1.00 D to 1.25 D 10 (8.9) 4 (3.6)

>1.25 D to 1.50 D 5 (4.5) 3 (2.7)

>1.50 D to 1.75 D 5 (4.5) 0 (0)

>1.75 D to 2.00 D 4 (3.6) 0 (0)

≥2.0 D 2 (1.8) 0 (0)

Mean (SD) [range] 0.32 (1.11)
[−4.38 to 3.13]

−0.33 (1.15)
[−4.38 to 1.50]

Median (IQR) 0.50 (−0.25 to
1.00)

−0.25 (−0.75 to
0.50)

97.5% CI 0.11 to � −0.54 to �

P value <.001 .77

Abbreviation: D, diopter.
a Study eye is the eye with better uncorrected visual acuity, except when the

uncorrected visual acuity is better than 20/40 in the better eye, in which case
the eye with worse uncorrected visual acuity was designated as the study eye.
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studies with high myopia (spherical equivalent ≤ −6.0 D), due
to higher prevalence of myopia among older, Chinese chil-
dren, contributed to this difference.2,9 Although previous stud-
ies found an association between lack of prior spectacle wear
and failure to achieve good vision with self-refraction,2,9 we
did not find this association in our younger cohort.

Adjustable-focus spectacles could be deployed in the com-
munity through schools, where trained practitioners (eg, teach-
ers) would instruct and monitor children performing self-
refraction with adjustable-focus spectacles. This model has
been deployed successfully in urban and rural community
settings.2,9 We did not find a difference between mean refrac-
tive power with the first or second self-refraction, suggesting
that children might be able to achieve adequate vision correc-
tion with only one self-refraction. As we found that the refrac-
tive power obtained through self-refraction using adjustable-
focus spectacles was noninferior to that of noncycloplegic
autorefraction, the use of adjustable-focus spectacles would
be more cost-effective than an autorefractor. In addition, chil-
dren would be given the spectacles to use at the conclusion of
self-refraction vs waiting for custom-made spectacles after
noncycloplegic autorefraction.

Limitations
Our study had limitations. We did not adjust for VA assess-
ment using the ATS electronic protocol in children younger than
7 years and the electronic ETDRS in children 7 years or older,
which may have resulted in an overestimation in VA findings
in those younger than 7 years. A previous study comparing the
electronic ATS-HOTV to electronic ETDRS protocol among chil-
dren aged 5 to 12 years found that VA assessment obtained using
ATS-HOTV was on average 0.06 logMAR (ie, 3 letters on a chart
with 5 letters/line) better vs ETDRS,18 suggesting that final VA
outcomes are unlikely to differ from what was reported in a

clinically relevant manner. Although we did not find a defini-
tive association between age and either difference in refrac-
tive power or difference in corrected VA between refractive
methods, our study was not powered for age-stratified analy-
sis. Issues of safety and long-term compliance with wear, ad-
dressed elsewhere, were not the focus of this study and hence
not evaluated.19 A future study should evaluate compliance,
safety, and satisfaction among children aged 5 to 11 years with
adjustable-focus spectacles, as has been done for older
children.20 Previous studies in children have noted lower com-
pliance with adjustable-focus vs standard spectacles, al-
though quality of life measures were not statistically differ-
ent between groups.19,20 Finally, as this study was conducted
in an ophthalmology clinic, future work should evaluate this
younger cohort of children within a community setting, the
type of setting where self-refraction might be most relevant.

Conclusions
In this cross-sectional noninferiority study, results suggest
that self-refraction using adjustable-focus spectacles among
children aged 5 to 11 years was noninferior to (and resulted
in more hyperopic power than) noncycloplegic autorefrac-
tion, although self-refraction with adjustable-focus spec-
tacles may result in more myopic power than cycloplegic
refraction but not necessarily to a clinically relevant degree.
Although the proportion of children achieving VA of 20/25 or
better with self-refraction using adjustable-focus spectacles
did not differ from cycloplegic refraction, it was less likely
among younger children and those with higher astigmatism.
Use of adjustable-focus spectacles may help address uncor-
rected refractive error among children aged 5 to 11 years in
underresourced areas.
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Table 4. Logistic Regression Model of Factors Potentially Associated With Failure to Achieve a Visual Acuity
of 20/25 or Better With Self-Refraction Using Adjustable-Focus Spectacles in Study Eyesa

Independent variable Effect/level

Univariate analysis
(n = 112)

Multivariate analysis
(n = 112)b

Odds ratio
(95% CI) P value

Odds ratio
(95% CI) P value

Age, y Per year decrease 1.5 (1.1-2.0) .006 1.5 (1.1-2.2) .02

Gender Female 1 [Reference] NA 1 [Reference] NA

Male 0.55 (0.21-1.42) .21 0.46 (0.14-1.48) .19

Wearing vision correction No 1 [Reference] NA NA NA

Yes 1.10 (0.42-1.42) .84 NA NA

Spherical equivalent
cycloplegic refraction
(diopters)

Per diopter increase 1.59 (1.08-2.34) .02 1.08 (0.63-1.85) .78

Cylinder (diopters) Per diopter increase 9.34 (3.1-28.2) <.001 10.6 (3.1-36.4) <.001

Abbreviation: NA, not applicable.
a Study eye is the eye with better

uncorrected visual acuity, except
when the uncorrected visual acuity
is better than 20/40 in the better
eye, in which case the eye with
worse uncorrected visual acuity was
designated as the study eye.

b Including age, gender, and variables
associated with change in
productivity with significance of
P < .05 in the univariate analysis.
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