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BACKGROUND

Osseointegration has been used for prosthetic fixation
since nineteen sixties. It is for example used in the dental
and maxillofacial science 2. In 1990 started the
osseointegration (Ol) programme for upper extremity in
Sweden. The treatment involves two surgical procedures
and results in bone anchorage attachment of prosthesis
@2 On upper limb has this method been used for
transhumeral- (TH), trans-radial (TR), thumb- and partial
hand amputation @3 The method is also used for lower
limb amputee “™*2.

Several papers and presentations in this topic have been
presented at conferences and journals over the years. The
aim of this presentation is to show some of the differences
of an Ol prosthesis compared to socket prosthesis.
Procedures, constructions/fabrication, and function
parameters will be lift up and how does Ol effect on the
Prosthetists role.

METHODS
Treatment

All patients have to pass a team assessment to find out if
they are a candidate for OIl. If all parts are finding Ol a
good solution for the patient, starts the Ol treatment. The
treatment involves two surgical procedures (S1,S2). At S1
is a titanium fixture inserted. Thereafter starts a healing
period of normally six months @471 Over this period
can the patient with some limitations use the ordinary
socket prosthesis @ But specific socket modification is
most often necessary. At S2 surgery, the implanted
fixture is re-exposed and the abutment is connected to the
fixture. The wound is closed with the abutment
penetrating the skin @470 - A platform for prosthetic
suspension/fixation is created. The prosthetic procedure
starts some weeks after S2. Initially with a lightweight
prosthesis or a special training prosthesis, where the
load/weight can be increased over the time ®) This part of
the treatment is depending of amputation level and type of
final prosthetic. Parallel to the prosthetic treatment,
implement the Occupational Therapist training and
rehabilitation according to the protocol @) Follow-ups are
carried out frequently.

Components and constructions

Together with osseointegration comes some new
prosthetic components and terminology ®  The
”Attachment device” is built in to the prosthesis. Achieves
a quick connector and locking function of the prosthesis

and keep the prosthesis fixated to the implant. It is easy to
don and doff the prosthesis. For TH and TR amputation
levels is the “Puck” one part of the attachment device. The
puck makes it also possible to handle individual abutment
configurations on TR level, where abutment is used in
both radius and ulnae. TH amputation level requires
components to protect the implant from overload in
rotation/torsion. For this is a “Rotation safety device”
used. This component is also used for prepositioning of
the forearm. Some prosthetic elbow joints on the market
already include a reliable rotation/torsion function. In case
of myoelectric control is “Electrode holder” used to keep
the emg-electrodes in right site against the muscle
position. “Alignment component” is used to optimize the
prosthetic alignment. If needed can “Temperature
insulator” and “Shock absorber” to avoid unwanted shock
peaks or forces, be built in to the prosthesis. Some cases
of TH levels need a “Soft tissue support” to stabilise the
residual limbs distal tissues. A “Distal cap” can be used
for protection when the prosthesis is not worn. Except
from those components could selected prosthetic
components on the market be used to build the prostheses.
The patients can be fitted with prostheses of various types,
i.e. cosmetic, body-powered, myoelectric including
multifunctional and hybrids. A harness is never used for
suspension but is needed for cable operated prosthesis,
therefore has the TR level prostheses a built in
“Wire/cable guide”.

The Prosthetist role

How does this treatment affect the prosthetist role? One
of the Prosthetists main goals is normally to create a good
prosthetic suspension via a socket and sometimes in
combination with harness. This construction shall
hopefully include good function and comfort. In case of
osseointegration is the suspension/fixation already
ensured. The bone-anchored prosthesis always fits. It is
attached correctly and is firmly held in place by the
titanium implant. This eliminates all socket and harness
related problems such as heat, sweating, chafing or
discomfort. Change of the residual limb volume is not an
issue and the Prosthetist can spend more focus on the
prosthetic function and component technology @
Involved in the osseintegration treatment, the Prosthetist
has to be trained and learned to:

e Know how the osseointegration principal works.

e Observe the patients Ol status. Take an active
role in information flow in to the team and to be
a part of a team.
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e Supply the patient with an adequate prosthetic
construction that guarantees the patients a safety
situation. Never experimental construction that
can risk the implant.

e Give the patient correct and relevant information
regarding both prosthetic use and times when not
wearing prosthesis.

e Follow the prosthetic and rehabilitation protocol,
including checkups.

e Insome cases, be a part of an assessment-team.

e And, listen to the patient, “listen to the bone” (PI
Branemark)

Direct bone-anchored prostheses always fit and have long
durability. The need for prosthetic replacement is not
frequent and worn-out sockets are no longer an issue. This
reduces the prosthetic cost over a long time period.
Ordinary prosthetic component services are of course not
reduced.

With a fixed reference points can, alignments, prosthetic
length and electrode site placement be stored. By saving
those data, can prosthetic duplicate be produced and
compared to socket prosthesis without a need of
impressions and checkout-sockets. The patient can have a
finished prosthesis delivered directly.

RESULTS/OUTCOME

Prosthetic

Different prosthetic types have been made and used in
combination with OIl. Attachment devices and special
components have made it possible to provide patients with
cosmetic,  body-powered,  myoelectric  including
multifunctional and hybrid prosthesis. Without any stump
volume depending socket will the direct bone anchored
prosthesis last for a very long time ©.

Patient

Approximately 40 patients have operated on upper limb.
Different amputation levels have been treated, TH, TR,
partial hand and thumb. Ol has been successful for both
short and long residual limb on TH and TR level. Causes
of amputation have been trauma, congenital deformities,
and tumour ©.

Function/experience

The prosthetic situation is improved because of the stable
fixation. There is no need of harnessing in aim of
suspension and the patients achieve full freedom of
movement in the proximal joint. Problems with excessive
irritation and sweating from the harness or socket do not
exist. Without socket is higher degree of comfort
achieved. The patients report improved functionality ®),
Clinical follow ups of prosthetic users, show improved
quality of life compared to the situation before
osseointegration. Patients experience improved sensory
feedback because of the phenomenon of Osseoperception

(1310 New prosthetic technology includes different

platforms, where osseointegration is one important part.

REFERENCES

[1] PI. Branemark, BO. Hansson, R. Adell, U.
Breine, J. Lindstrom, O. Hallén, A. Ohman,
Osseointegrated implants in the treatment of the
edentulous jaw. Experience from a ten year period.
Stockholm; Almqvist & Wiksell International,
1977.p.132.

[2]  PI. Branemark, The osseointegration book: From
calvarium to calcaneus. Chicago (IL): Quintessence
Publishing; 2006.

[3] S. Jonsson, K. Caine-Winterberger, R.
Branemark, “Osseointegration amputation prosthesis
on the upper limbs: Methods, Prosthetics and
Rehabilitation.” accepted to. Prosthet Orthot Int,
June 2011

[4] R. Bréanemark, PIl. Brdnemark, B. Rydevik, RR.
Myers, “Osseointegration in skeletal reconstruction
and rehabilitation: A review.” J Rehabil Res Dev
2001;38(2), 175-181

[5] K. Hagberg, and R. Branemark, “Consequences
of non-vascular trans-femoral amputation: a survey of
quality of life, prosthetic use and problems.” Prosthet
Orthot Int 2001;25(3),186-194

[6] J. Sullivan, M. Uden, KP. Robinson, S.
Sooriakumaran, “Rehabilitation of the trans-femoral
amputee with an osseointegrated prosthesis: the
United Kingdom experience.” Prosthet Orthot Int
2003;27(2),114-120.

[71 KP. Robinson, R Branemark, DA Ward, ,,Future
developments:  Osseintegration in  transfemural
amputees.” In: DG. Smith, JW. Michael, JH. Bowker,
editors. Atlas of amputation and limb deficencies:
Surgical, prosthetic and rehabilitation principles. 3™
ed Rosemont(IL): American Academy of Orthopaedic
Surgeons, 2004.p. 673-682.

[8] K. Hagberg, E. Haggstrom, M. Uden, R.
Branemark. “Socket versus bone-anchored trans-
femoral prostheses: hip range of motion and sitting
comfort.” Prosthet Orthot Int 2005;29(2), 153-163.

[91 K. Hagberg, “Transfemoral Amputation, Quality
of Life and Prosthetic Function. Studies focusing on
individuals with amputation due to reasons other than
peripheral vascular disease, with socket and
osseointegrated  prostheses.”  Thesis, Dept of
Orthopaedics, Institute of Clinical Sciences, The
Sahlgrenska Academy at Goteborg University,
Goteborg. 2006.

[10] L. Frossard, N. Stevenson, J. Smeathers, E.
Héggstrom, K. Hagberg, J. Sullivan, D. Ewins, DL.
Gow, S. Gray, R. Branemark. “Monitoring of the load
regime applied on the osseointegrated fixation of a
trans-femoral amputee: a tool for evidence-based
practice.” Prosthet Orthot Int 2008;32(1), 68-78.

[11] K. Hagberg, R. Branemark, B. Gunteberg, B.
Rydevik, “Osseointegrated trans-femoral amputation

Distributed under a Creative Commons Attribution-Noncommercial-No Derivative Works 3.0 United States License by
UNB and the Institute of Biomedical Engineering, through a partnership with Duke University and the Open Prosthetics Project.



From "MEC 11 Raising the Standard," Proceedings of the 2011 MyoElectric Controls/Powered Prosthetics Symposium Fredericton,
New Brunswick, Canada: August 14-19, 2011. Copyright University of New Brunswick.

prostheses: prospective results of general and
condition-specific quality of life in 18 patients at 2-
year follow-up.” Prosthet Orthot Int 2008;32(1), 29-
41,

[12] K. Hagberg, R. Branemark, “One hundred
patients treated with osseointegrated transfemoral
amputation prostheses-Rehabilitation perspective.” J
Rehabil Res Dev 2009;46(3), 331-344.

[13] R. Jacobs, R. Branemark, K. Olmarker, B.
Rydevik, D. van Steenberghe, P-1 Branemark,
“Psychophysical detection thresholds for vibrotactile
and pressure stimulation of prosthetic limbs using
bone anchorage or soft tissue  support.”
Osseoperception/edited by Jacobs R. - Leuven:
Department of Periodontology, KU Leuven;
1998.p.125-141.

[14] G. Lundborg, A. Waites, A. Bjorkman, B.
Rosén, E-M. Larsson, “Functional magnetic
resonance imaging shows cortical activation on
sensory stimulation of an osseointegrated prosthetic
thumb.” Scand J Plast Reconstr Surg and Hand Surg
2006;40(4), 234-239.

[15] E. Haggstrom, K. Hagberg, B. Rydevik, R.
Branemark. “The psychophysical detection level for
vibrotactile stimulation over time in bone-anchored
prosthesis: Preliminary prospective results at 2-year
follow-up among 20 transfemural amputee patients.”
In: Proceedings of the 12" World Congress of the
ISPO; 2007 Jul 29-Aug 3; Vancouver, Canada.
Toronto (Canada): p.367

[16] K. Hagberg, E. Héggstrom, S. Jonsson, B.
Rydevik and R. Branemark. “Osseoperception and
osseointegrated prosthetics limbs.” In: Gallagher P,
Desmond D, MacLachlan M, editors.
Psychoprosthetics. London (England):  Springer,
2008. p.131-40. DOI:10.1007/978-1-84628-980-4 10.

Distributed under a Creative Commons Attribution-Noncommercial-No Derivative Works 3.0 United States License by
UNB and the Institute of Biomedical Engineering, through a partnership with Duke University and the Open Prosthetics Project.





